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PREFACE

The calibration and related measurement services of the National Bureau
of Standards are intended to assist the makers and users of precision
measuring instruments in achieving the highest possible Tevels of
accuracy, quality, and productivity. NBS offers over 300 different
calibration, special test, and measurement assurance services. These
services allow customers to directly link their measurement systems to
measurement systems and standards maintained by NBS. These services
are offered to the public and private organizations alike. They are
described in NBS Special Publication (SP) 250, NBS Calibration Services
Users Guide.

The Users Guide 1s being supplemented by a number of special
publications (designated as the "SP 250 Series") that provide a
detailed description of the important features of specific NBS
calibration services. These documents provide a description of the:
(1) specifications for the service; (2) design philosophy and theory;
(3) NBS measurement system; (4) NBS operational procedures; (5)
assessment of measurement uncertainty including random and systematic
errors and an error budget; and (6) internal quality control procedures
used by NBS. These documents will present more detail than can be
given in an NBS calibration report, or than is generally allowed in
articles in scientific journals. In the past NBS has published such
information in a variety of ways. This series will help make this type
of information more readily available to the user.

This document (SP 250-21), NBS Measurements Services: Calibration of
Beta-Particle Radiation Instrumentation and Sources, by J. S. Pruitt,
C. G. Soares, and M. Ehrlich, is the twenty first to be published in
this new series of special publications. It describes the NBS
calibration facility for beta-particle instruments and sources used in
radiation-protection dosimetry for the measurement of absorbed dose to
water. Inquiries concerning the technical content of this document or
the specifications for these services should be directed to the authors
or one of the technical contacts cited in SP 250.

The Center for Radiation Research (CRR) is in the process of publishing
21 documents in this SP 250 series, covering all of the calibration

services offered by CRR. A complete listing of thece documents can be
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found inside the back cover.

NBS would welcome suggestions on how publications such as these might

be made more useful, Suggestions are also welcome concerning the need
for new calibration services, special tests, and measurement assurance
programs.

Joe D. Simmons Chris E. Kuyatt
Acting Chief ) Director
Measurement Services Center for Radiation Research
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ABSTRACT

In a project funded jointly by the National Bureau of Standards (NBS) and
the Nuclear Regulatory Commission (NRC), NBS has developed a calibration
facility for beta-particle instruments and sources used in radiation-
protection dosimetry. Central to this facility are beta-particle and nearly
monoenergetic electron beams characterized in terms of absorbed-dose rates to
water and in terms of pulse-height distributions of beta-particle and electron
spectra.

This documentation utilizes material previously published or otherwise
disseminated by members of the staff of the lonizing Radiation Division of the
Center for Radiation Research (CRR) of the National Bureau of Standards (NBS).
After a description of the facility and the procedures, results are given of
(1) studies that led to the determination of absorbed-dose rates to water for
the NBS beta-particle and nearly monoenergetic electron beams, and to the
uncertainties entering into these determinations; (2) studies of the influence
of source configuration on beta-particle and nearly monoenergetic electron
spectra; and (3) an estimate of the overall uncertainties associated with the
proposed calibration service. Included also are the results of some
calibrations similar to those that will be performed under the calibration
service employing the beta-particle sources, and of samples of studies
demonstrating the benefits of using the nearly monoenergetic electron beams in
special instrument studies and in a future extension of the calibration
service.

iv



TABLE OF CONTENTS

Page
Preface...l....ll..'.....'.’l.O'....l'......"'..'.O'...'..l'l........... iii
Abstract..........0...'.....'0‘...0.....‘v........_.'lll.0..........‘.....0. 1v

LiSt Of Tab]es.ootoootocolcooto.too.-oot.oo-o.ooaocoovtt..b'ooo.bo‘.otou- Vii

List Of Figures....o.‘.oo.c.oo.l.o....oooootooonoocoouoooa.toooocooo.'ooc Viii

1. History and Description of ServiCeie.eeeeeecscrccececsccssosesssssess 1
1.1 Quantity for Reporting Calibration ResultS...ceceeescscecsceseees 1
1.2 Sources and Instruments Accepted for Calibration..ceeeeeeeccceeas 1
1.3 Procedures for Calibration and Internal Quality Control.eeceees, 1
2. The Facility for Beta-Particle Source and Instrument Calibration..... 2
2.1 Rationale for Facility Choice and for Preliminary StudieS..eeee. 2
2.2 Faci]ity Design...l......‘..l....0..0...O..l...........l..".... 2
2.3 The Beta-Particle SOUrCeS.ececessocrcassccccccccscsncsscssscnsses 3
2.4 The Extrapolation Ionization Chamber....eeeeeesessceescscosseces 3
2-4.1 Setup...........I'.........Ctt....ll...I.l‘.......'l..l.. 3
2.4.2 Chamber ConsStruction.e.cceeeeccecccaacccaccnsnccannnanns 7
2.4.3 Principle of US€ieeeeeocevescccsssssecsecccccnossccceanss 7

2.4.3.1 Measurement of Ionization Current as a Function
of Electrode-Plate Separation .e.ceecececessesee 7
2.4.3.2 Correcting the Measured lonization Current...... 9
2.4.3.3 Computation of Absorbed-Dose Rate to Water...... 14

2.4.3.4 Comparison of Magnitude of Corrections for

the Three Types of NBS SOUPCE@S.icececscsocccsese 15
2.5 The Parallel-Plate Transfer Ionization Chamber..ceceeceseececess 15
2.5.1 Descriptionececceccesecscosccccsscsssccscsscscsacssscccsces 15
2.5.2 Principle of US@eeeeeecscescccccoscssoscccsccscsccscnssas 17
3. The Nearly Monoenergetic Electron Facilityeeeeoeeseoesooesscnsccscass 17
3.1 INtroductioneeceeceeeesceesceecssesecascassesoescscasscanscnnsses 17
3.2 Facility Designeceeecceecceesssscescecccscscscscocossssscnsencas 17
3.3 The Electron AcceleratorS.ceeecececscccsccscccssccnseesssconsaes 18

3.3.1 Beam Hand1ing..eeeesceeecseccocacocsoccocscssssonsacnsnae 18
3.3.2 Beam-Ex1t w1ndow...¢......‘..........'............‘...... 18
3.3.3 Frequent Remote Beam Viewing.eeeeeeeeeeeoscessseesssceses 18
3.4 The Beam MONTtOrS.eeeeecescscessreessceccscsccasscnonosoososanse 18
3.5 Use of Extrapolation Chamber to Measure Absorbed Dose to Water.. 20
3.5.1 Requirements of Limitation in Beam Intensity....ceeevesss 20
3.5.2 Dose (Rate) Measurements and Study of Radiation-
Protection InstrumentS..cieeecieinaiinciaiciiacanennnnnn. 20

4, Characterization of NBS Beta-Particle BeamS...ccceeceesessccsesccacss 20

4.1 Determination of Absorbed-Dose Rates to Water; International
COMPAriSONSeseecsessessesscsscsccscsscsssosssccsscnssascsncssese 20
4.2 Influence of Measurement Geometry on Source Calibration..cecec... 21
4.2.1 Dependence of Dose Rate on Off-Axis Shift of Detector.... 22

4,2.2 Dependence of Dose Rate on Precision of Source-to-

Detector Distance Settingeeeseececeecosscccscscsccscssase 22

4.3 Spectral Characterization by Means of Measurements as a Function
of Depth in PlastiCeeeececcceseceescoesassessoscscsssscsnsscaces 24



10.

11.

TABLE OF CONTENTS (Continued)

Page

" 4.4 Spectral Charactefization by Means of Pulse-Height Distributions. 24

4.5 Uncertainty in the Calibration of Beta-Particle Sources and
Transfer Ionization Chambers Submitted to NBS....ceesvesesccscees 31

Characterization of Nearly Monoenergetic Electron BeamS....cceeceeeeee 33
5.1 Beam Cross SeCtiONeceeeeeeesescccccascsoocoscccosoascacsacssessse 33
5.2 Determination of Range of Absorbed-Dose Rates to Water Available

for Instrument CalibratioN..ceesceseecccssssssssssscccccsccasscee 33
5.3 Determination of Spectral Composition of the Electron Beam....... 37

Examples of Practical Studies Performed with the Beta-Particle Beams.. 41
6.1 Compatibility of Different 90Sr+%0y Sources with Existing
Standardsl‘I'....l......l.......‘...ll....‘..'....‘.........0.... 41
6.2 Comparison of 204T1 and 99Sr+90Y Source Calibrations at NBS
and at a DOE Laboratory.eeececscsessssescsscssosssescssssscsasscece 47

Examples of Studies Performed with the Nearly Monoenergetic Electron
Beams..ll'.l....ll.l.ll..I....I'.l......'b..‘...lb..l'..l............. 47
7.1 Predicting Beta-Particle Response of Instruments from

Response to Nearly Monoenergetic ElectronSceseececececccccccscees 47
7.2 A Study of Rate Dependence of the Response of Radiation-

Protection Survey MeterS..ceeecesssceccssscenssscessssccssoossssee 47
7.3 Role of Nearly Monoenergetic Electron Sources in the Development

of a New Generation Of Survey MeterS.ceeeceescscessescscsscccsess 48

Safety Considerations..QOOOQCCQIODI.'.lll.'.'.l..‘...l.....l.......... 48
8.1 Radiation HaZardSe..eececcsscecsssecssssscasssesssssccssancssesee 48
8.2 Electrical HazardS.ceeeecessossssssscsossssssassssssssncsasscccss 49
8.3 The Nearly Monoenergetic Electron Facilitye.eeeeooeecocoeccccsscess 49

References.-olo.olll.o.ccoo;oco.o.oo-.uo....ooo.‘...ooottcoc‘to.o...o- 50

Appendicesoc.l.....00...0.t.‘...Q.Q.l'....l.l..'.‘....l‘........Q..IO- 52
Appendix 1. Sample of Calibration Report FOrm....eeececccccccccceasss 52
Appendix 2. Report of a Trip to a DOE Laboratory by J. S. Pruitt..... 54
Appendix 3. Measurement Assurance Study by Means of PTW Transfer

Ionization Chamber, MOdE] 2047.0‘0.0..coooooooooocoo.-.oo. 58
Appendix 4. Predicting Beta-Particle Response of Instruments from

their Response to Nearly Monoenergetic ElectronS......... 60
Appendix 5. Role of Nearly Monoenergetic Electron Sources in the

Development of a New Generation of Survey Meters......... 63

List of Pertinent Tables and Reports on File in the Office of the
DOSTMEL Y GrOUPeeeeseosososesoscssossssssssnssssssssassssssasssssssass 00
11.1 Pertaining to the Corrections Leading from Ionization Measure-

ments with The Extrapolation Ionization Chamber to Absorbed

Dose Rate tO Water..eeeeeeesessscesssscssssssecssosonsascsssssnss 06
11.2 Pertaining to Radiation Protection.eeesssessscccsesccssssccssssss 66

vi



Table 1

Table

Table 3

Table

Table

Table

Table

Table

5.

LIST OF TABLES

Page
Characteristics of Amersham-Buchler Beta-Particle SourceS...... 4
Typical Examples for Correction Factors to Measured
Ionization CurrentS..ccececacsecccssscescsansosescosasascaseaas 11
Values of Parameters o and B for Air Density Correction Factor 14
Comparison of Absorbed-Dose Rates to Water, at the Surface,
Obtained by NBS and PTB; and Absorbed-Dose Rates to Water at
Depth of Interest in Radiation Protection for Three of the
NBS SOUMCESesescsesesssscscssnsscsscsnsosssssacoosssascssccnnss 21
Uncertainties in the Determination of Absorbed-Dose Rate to
Water from Measurements with the Extrapolation Ionization
ChambDer.eeesecesesoccssscsccsoacssasssssasesvrosnssssscccscsccocss 34
Uncertainty in the Calibration of Beta-Particle Sources and
Transfer Ionization Chambers Submitted to NBS...eeesvecesececes 35
Examples of Pertinent Electron Beam Parameters Obtained Prior
to Improvement in the Monitor System..eccceececscsscccccscosoeeeld?
Comparison of Different Types of 90Sr+90Y SourceS.e.eeesseececss 42

vii



Figure

Figure
Figure

Figure
Figure
Figure
Figure
Figure
Figure

Figure
Figure

Figure
Figure
Figure
Figure
Figure
Figure

Figure

Figure
Figure

Figure
Figure

Figure

LIST OF FIGURES

1. Theoretical Beta-Particle Spectra for the Radionuclides
EMPlOYedeceeeeeesaceecesseaseoceascsscascsscsssssasssssccssnnses
2. Beta-Particle Calibration FaCilityeeeeeeeesscecsccssccscccsvosss
3. Extrapolation Ionization Chamber: Cross Section through the
Front Portion; Schematic Representation..eceesccecssccscccscsces
4. Current Measurements in the Extrapolation Ionization Chamber
as a Function of Nominal Electrode-Plate Separation..cececececces
5. Design of PTW Parallel-Plate Transfer Ionization Chamber........
6. Monoenergetic Electron Beam-Handling Arrangement...ceceececcesee
7. Degree of Non-Uniformity of Dose Rate along a Horizontal line
through the Reference Point, Perpendicular to the Beam Axis.....
8. Dependence of Dose Rate on Source-to-Detector Distance€eeececeees
9. Ionization Current as a Function of Depth in PTP.ceeesecsncesans
10. Attenuation Curve in Polystyrene for the 2-mCi 39Sr+90Y Source..
11. top: Spectrum of i*/Pm Source, Used with Flattening Filter
bottom: Spectrum of 20471 Source, Used with Flattening Filter,
Showing Influence of Lead Collimator with Circular
Aperture, 3.2 mm in Diameter.cieeececcccsccosccsscsnsne
12. Spectrum of 90Sr+90y Sources, Showing Influence of Flattening
Filter and of Detector Collimatoreecsececescssosscascscsacsnsses
13. Spectrum of 99Sr+90y Sources Used without Flattening Filter,
Showing Influence of Source-to-Detector DistanCe.e.ieecescecsses
14, Energy Calibration Spectrum of 20/Bi QObtained with the 5-mm
Silicon Surface-Barrier Detector.eeceeeesesscscsescsascssscscsoses
15. Effect of Added Polystyrene Absorbers on 99Sr+90Y Spectrum......
16, Degree of Uniformity of Cross Section of Scanned Electron
Beam over the Range of Energies and Distances of Interest.......
17. Degradation of Nominal 200-keV, 300-keV, and 400-keV Electrons
in Different Thicknesses of Polyimide Added to the 0.025-mm
Polyimide EXxit WindoWeeeeeoeeoeooeoocsscoscesesscasssscossnssans
18, Degradation of Nominal 1.5-MeV and 2.5-MeV Electrons in
Different Thicknesses of Aluminum Added to the 0.09-mm
ATuminum Exit WindOWeeeeeeeeeoeesosseossessssosscssssossassasens
19. Degradation in Air of Nominal 200-keV to 2.5-MeV Electrons in
Different Thicknesses of Intervening Air LayerS.eeececsssesscoss
20, Ionization-versus-Depth Curves for Three Different Types of
905 +90Y SOUICES eeesesecscssosscscessccsasccsscesssssscssscssnes
21. Comparison of Spectrum of the Buchler-Amersham and the NVLAP
Testing Laboratory's 90Sr+90Y Sources, on Semi-Logarithmic
SCAT et sessessessessessosssssssscancsssssossssesscsssssssssessns
22, Comparison of Spectrum of the Amersham Experimental and the
NVLAP Testing Laboratory's 90Sr+90Y Sources, on Semi-
Logarithmic SCal@iieieetsenrrsesseceercossacscscsssssssssssasnsss
23. Comparison of Spectrum of Amersham Experimental 90Sp+90y
Source, Bare and Shielded..icveeeseescesssenssocssnsosnsacnscnne

viii

Page

5
6

8
10
16
19
23
23

25
26

27

28

30

32

38

39

43

44

45

46



1. History and Description of Service

Between 1982 and 1985, the National Bureau of Standards (NBS), with
partial support from the U.S. Nuclear Regulatory Commission, developed a
facility suited to establish a service for calibrating certain user-owned
encapsulated beta-particle sources and certain laboratory-standard transfer
instruments for application in radiation protection. This work was undertaken
in response to the need of the radiation-protection community for better
calibrations of beta-particle survey instruments and dosimeters.

1.1 Quantity for Reporting Calibration Results

The physical quantity of interest in radiation protection is the absorbed
dose (rate)! to tissue, from which the effective dose equivalent (rate) and
the pertinent practical dose-equivalent (rate) quantity (or quantities) may be
derived. For the application in radiation protection, absorbed dose (rate) to
tissue may be set equal to absorbed dose (rate) to water. Therefore, source-
calibration results will be reported by NBS in terms of absorbed-dose rate to
water at a fixed source-to-detector distance, and instrument-calibration
results will be reported as calibration factors, the quotients of absorbed
dose (rate) to water and the corresponding instrument reading ("scale
indication").

1.2 Sources and Instruments ACcepted for Calibration

The following beta-particle sources and instruments are accepted:

(1) Encapsulated sources of 20sr+90y, 20471, and “7pm, with activities
leading to absorbed-dose rates to water ranging from a few tenths of
one uGy/s to a few mGy/s, for calibration in terms of absorbed-dose
rate to water, using the NBS extrapolation ionization chamber; and

(2) thin-window parallel-plate ionization chambers suited for use as
transfer instruments for the calibration of beta-particle sources in
terms of absorbed-dose rate to water. (See also sec. 2.5.)

Acceptance testing, handling, packing, and shipping of all materials and
reporting of results are in accordance with NBS policy. For details of the
NBS calibration service for beta-particle instrumentation and sources, see
Chapter VI, Ionizing Radiation Measurements, test numbers 47035C - 47036C, of
NBS Special Publication 250, The NBS Calibration Service Users Guide
1989-1991, which is in preparation at the time of writing (February 1988).

1.3 Procedures for Calibration and Internal Quality Control

Calibrations are performed at fixed source-to-detector distances. If a
beam-flattening filter is to be used with the submitted source (see sec. 2.3),
it is to be supplied with the source. The calibration uncertainty for

1Throughout this Document, when a statement is made that can refer either to a
particular radiation quantity or to its rate, the name of the quantity is
followed by the word "rate," in parentheses.



805r+90y and 204T1 sources is reported as 3 percent, that for 147Pm sources as
5 percent, and that for thin-window parallel-plate ionization chambers as

3 percent when calibrated with the 99Sr + 90Y and 204T1 sources and 5 percent
when calibrated with the 147Pm source (see sec. 4.5). Consistency of
calibration results is ensured through internal quality-control procedures
comprising (a) the calibration in terms of absorbed-dose rate to water of an
NBS beta-particle source of known activity along with the submitted unknown
source incorporating the same radionuclide, or (b) the calibration of the NBS
thin-window parallel-plate ionization chamber along with the chamber
submitted, for calibration in at least one of the calibration beams. Calibra-
tion data on the submitted source or instrument are considered acceptable if
the data obtained on the same day for the NBS source or instrument agree to
within the statistical uncertainty (type A uncertainty) stated in table 5 of
.section 4.5. A sample report form is shown in appendix 1.

2. The Facility for Beta-Particle Source and Instrument Calibration

2.1. Rationale for Facility Choice and for Preliminary Studies

One of the reasons why protection measurements for beta particles are
considerably more difficult than for photons is the beta particles' vastly
greater interaction in the media intervening between the source and the point
of measurement (the "reference point"), and the resulting greater change in
beta-particle spectrum with a change in the measurement configuration — and
consequently in most instances also in detector-response characteristics. As
a consequence, calibrations of radiation-measurement instruments in beta-
particle beams can be considered strictly valid only for the particular
configuration in which they were performed, and are applicable to field
measurements in similar configurations only. Conversely, knowledge of the
degree to which changes in measurement configuration may produce changes in
beam characteristics and therefore in calibration results is of considerable
importance. Therefore, prior to establishing a calibration service, the
influence on spectral characteristics of beam-flattening filters and other
absorbing materials in the beta-particle beams, and the influence of changes
in source-to-detector distance, had to be investigated. Changes in absorbed-
dose rates with elevation above sea level were given special attention.

Because of the strong influence of spectral characteristics on instrument
response, NBS also did preliminary measurements of the response functions of
several measuring instruments in nearly monoenergetic electron beams over a
wide range of energies. The purpose of these measurements was to determine
how well the response in any beta-particle field may be deduced from an
instrument's response function obtained with monoenergetic electrons if the
beta-particle spectrum is known at the reference point.

2.2 Facility Design

The NBS facility for carrying out beta-particle measurements for
radiation-protection purposes consists of:

(1) a set of well-characterized beta-particle sources covering a wide
energy range;



(2) an extrapolation ionization chamber suited for the determination of
absorbed-dose rates to water at distances from the beta-particle
sources appropriate for the study of radiation-protection
instruments;

(3) a rugged (although thin-walled) parallel-plate ionization chamber
calibrated in the beta-particle beams, and suited for use as a
transfer instrument, i.e., for establishing traceability to NBS of
the results of beta-particle measurements performed by a secondary-
standards laboratory; and

(4) an electrical interlock system causing the source shutter to close
automatically when the safety perimeter (established by infrared
beams) is penetrated.

The rest of section 2 deals with a more detailed description of these systems,
and with their use.

2.3 The Beta-Particle Sources

NBS purchased the complete Amersham-Buchler beta-particle calibration
setup, initially standardized by the Physikalisch-Technische Bundesanstalt
(PTB). The setup consists of four encapsulated beta-particle sources, a
source holder on a stand equipped with a shutter, separate beam-flattening
filters for each type of source, and associated electrical circuitry for
shutter operation and timing. The beam-flattening filters are plastic discs,
thicker in the center than on the periphery for 90Sr+90y and 204T1, and with a
central circular opening for }47Pm. When installed perpendicular to the beams
and concentric with the beam axis at a pre-set distance from the sources, they
filter the beams selectively so as to achieve beam cross sections of rela-
tively constant absorbed-dose rates over an area sufficient for instrument
calibration. (See also sec. 2.4.1 and 4.2.1.) Information on the properties
of the beta-emitting radionuclides employed and on source structure and
nominal activity is given in table 1, Figure 1 shows the approximate
theoretical beta-particle spectra of the three radionuclides [1,2]2, covering
a range of average energies from 0.06 to 0.8 MeV.

2.4 The Extrapolation lonization Chamber

2.4.1 Setup

Figure 2 is a picture of the arrangement for producing the beta-particle
fields and for determining absorbed-dose rates to water in these fields by
means of measurements with an extrapolation-ionization chamber. The beta-
particle sources fit into the shuttered source holder. Different beam-
flattening filters are employed with the different radionuclide sources. The
extrapolation ionization chamber on the left was designed by the PTB and built
for NBS by Pychlau Technical Works (PTW). The body of the chamber is made of
polymethyl methacrylate (PMMA). Its diameter is 140 mm — which makes it large

2ZNumbers in brackets indicate the literature references at the end of this
Document .



Table 1.

Characteristics of Amersham-Buchler Beta-Particle Sources

(a) Source Structure and Activity

RadionuclidejHalf Life Structure Source Nominal Activity
Encapsulation? MBq(mCi); date
905490y 28.5 y | 99Sr carbonate |50 mg/cm? Ag 1850(50) ;
pressed® into [+0.1 mm (77 mg/cm2) | May 24, 1982
Ag foil steel
905,490y 28.5 y | 90Sr carbonate |50 mg/cm2 Ag 74(2);
pressed® into [+0.1 mm (77 mg/cm2) | Dec 16, 1982
Ag foil steel
2041 3.78 y | 2047 pressedb 20 mg/cm? Ag 18.5(0.5);
into Ag foil Dec 16, 1982
147pp 2.62 y | 147pm pressed® |5 mg/cm2 Ag 518(14);
into Ag foil : Dec 16, 1982
(b) Beta-Particle Energies and Ranges
Radionuclide Avg. and Max. Range in
Beta-Particle aird- polystyrene
Energies (MeV)® cm mg/cm?2 cm mg/cm?
E=0.196 41 49
0gr® Emax = 0.546 187 225 0.19 204
90y E = 0.935 375 452
Emax = 2.284 1037 1249 1.10 1167
20477 E = 0.244 58 70
Epay = 0-763 291 351 0.30 319
147pp E = 0.062 5.9 7.2
Epay = 0-225 51 61 0.052 55

dFrom PTB Certificates.

In the Buchler manual, encapsulation of the 2 mCi

305r+90Y source is listed as 50 mg/cm? Ag plus 1 mg/cm?2 Au.

bDuring the rolling stage.

CAverage and maximum energies are for the unmodified spectra.

dair at reference conditions (22°C and 101.325 kPa).

€practically none of the beta particles from 90Sr penetrate the combined
filtration of (1) the source encapsulation, (2) the air between source and
detector, and (3) the beam-flattening filter.
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Figure 1. Theoretical Beta-Particle Spectra for the Radionuclides Employed
[2]. Plotted is the number of beta particles per MeV for one transition
from the original state, against beta-particle energy in MeV.



Figure 2, Beta-Particle Calibration Facility. The source-support stand is
shown at the right, the extrapolation ionization chamber at the Tleft, and a
beam flattening filter supported by wires in-between. The pictured flattening
tilter is for the */Pm source, and is designed for use at the pictured
source-to chamber distance of 20 cm. The source shutter is shown in the open
position. The chamber is mounted on a stand that can be moved from side to
side across a table, which in turn is mounted on a cart, with wheels running
on the tracks shown at the bottom.



enough to simulate a phantom of infinite size. The plate separation of the
ionization chamber is variable and can be accurately determined by means of a
micrometer measurement (see screw on end of chamber at left). The thin
entrance window for the beta particles is constructed of polyethylene
terephthalate (PTP). -The source. shutter is electrically .interlocked, with
infrared beams and photocells defining a safety perimeter as long as the
shutter is open.

The chamber is mounted on a stand that can be moved from side to side
across the table, for investigating beam uniformity in the calibration plane
(which is the plane perpendicular to the beam axis at the reference distance).
The reference distances (distances from source to reference points) have been
chosen to be 20 cm for 147Pm, and 30 cm for both 90Sr+90Y and 204T1, Varia-
tions in dose rate with reference distance can be studied by moving the
chamber cart along the tracks.

2.4.2 Chamber Construction

Figure 3 shows a schematic cross-section through the front end of the
extrapolation chamber, which was originally designed by Boehm [3]. The high-
voltage electrode through which incident beta rays enter the chamber is a
2.6 mg/cm? graphite-coated PTP foil. The collecting electrode and the guard
electrode are both graphite coatings on the acrylic piston. The plate separa-
tion, d, is changed by moving the piston with the aid of a micrometer screw
(not shown).

Ionization-chamber volume is taken to be the product of the area of the
collecting electrode, A = (wn/4)(effective diameter)2, and the plate separation
(air gap), d, of the collecting electrodes. The effective diameter and
consequently the area A can be measured accurately with a traveling :
microscope. Accurate determination of d is usually more difficult but can be
readily accomplished by extrapolation measurements.

2.4.3 Principle of Use

The following is a guide to the use of the extrapolation chamber for
determining absorbed-dose rate to water at the points of interest in the beta-
particle beams. Covered are the steps leading from the initial ionization
measurements to the fully corrected absorbed-dose rates, including a detailed
discussion of the required corrections. While background references are given
only in special cases (e.g., for the recombination and diffusion corrections,
for scatter corrections and for the correction for measurements at high
altitudes), the various tables and reports giving the relationships used in
the derivation of the other corrections and the values of the pertinent
constants entering in these relationships are on file in the office of the
Dosimetry Group. (See sec. 11.1 for a list of documents.)

2.4.3.1 Measurement of Ionization Current as a Function of Electrode-Plate
Separation

The ionization current is obtained from a measurement with an elec-
trometer of the charge accumulated on a calibrated capacitor after irradiation
of the extrapolation ionization chamber over a measured period of time.
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Fig. 3. Extrapolation Ionization Chamber: Cross Section through the Front
Portion; Schematic Representation.

The collecting and guard electrodes (graphite coating on PMMA) are
separated by a 0.2-mm wide circular groove (shown of exaggerated size). The
distance between the midpoints of the two grooves (distance between the
indicated dashed lines) defines the effective diameter of the collecting
volume. 1In this particular instrument, the diameter is 30 mm. The entrance
window is a 2.6 mg/cm? PTP foil. For the measurements, the plate
separation, d, (also referred to as air gap or chamber depth) is usually
varied between about 0.5 and 2.5 mm. During any experiment the voltage
ﬁgadient across the chamber is kept constant, at a value between 10 and

V/mm.



Figure 4 shows the results of current measurements as a function of plate
separation with the three types of sources, after application of certain
corrections. These corrections are introduced in eq. (1) below, and are
subsequently discussed in detail. The corrected currents vary linearly with
plate separation to a good approximation. Linearity is important since the
slopes of the curves are used in the computation of absorbed-dose rate, as
seen in eq. (2), section 2.4.3.3. The average of the absolute values of the
deviations from the lines drawn, as determined from least-squares computa-
tions, are 0.03 fA for the 147pm points and 0.02 fA for the 204T] and 90Sr+90y
points, and are too small to be shown in the figure.

2.4.3.2 Correcting the Measured Ionization Current

The corrected ionization current, IC, is yiven by

where I is the measured ionization current, the quantities c; are correction
factors relating to the use of the particular type of ionization chamber with
a particular beta-particle spectrum, and the correction factors k; relate to
environmental conditions and source properties, and are independent of the
type of ionization chamber employed. Sample values of the correction factors
for the three types of sources are given in table 2. Following is a discussi-
on of these correction factors:

(a) cfoi7 is required if the measurement is not carried out with a foil
of the desired thickness. For radiation-protection applications, one is
interested in absorbed-dose rates behind 7 mg/cm2? of tissue-equivalent
material — a thickness considerably larger than that of the entrance window —
which one obtains by taping additional PTP foil to the front face for the
measurements. A foil attenuation correction is required only for comparisons
with results of others who extrapolate to zero wall thickness (see, e.g.,
sec. 4.1). It is large for the relalively low-energy beta- particle spectrum
of 147Pm because the calibration distance is close to the range of a large
fraction of these beta particles. For 90Sr+90Y, the correction is much
smaller in magnitude and of opposite sign, indicating buildup rather than
attenuation. The correction factors were calculated from measurements of
current as a function of foil thickness as Cfoi1 = lo/Iys where [, is the
ionization current in the absence of a foil (extrapolated) and I, the current
at a foil thickness x (including the thickness of the chamber window).

(b) C4iys the beam-divergence correction, is made necessary by the
relatively short source-detector distance. During extrapolation measurements
the entrance foil remains at a fixed distance Dy from the source, and the
collecting electrode is at a distance Dy+d (see fig. 3). If it is assumed
that the beam intensity obeys the inverse square law over the short distance
Dytd, it is readily shown that the correction for beam divergence is given by
Cqjy = 1 + dyp, where d is the plate separation in millimeters and Yp = 1/Dg
= 0.005/mm for 1*7Pm and 0.0033/mm for both 204T1 and 99Sr+90y (Data Book
873/36).
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Fig. 4. Current Measurements in the Extrapolation Ionization Chamber as a
Function of Nominal Electrode-Plate Separation (Micrometer Reading of
Chamber Depth). The curves shown are referred to as extrapolation curves
since they may be used to determine ionization currents for close-to-zero
chamber depths (air gaps). The extrapolation curves go through the origin
only when the micrometer readings coincide with the true chamber depths. If
they do not, true chamber depths may be read off the graph after the origin

is shifted to the intersection of the curves with the "plate separation"
axis.
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Table 2. Typical Examples for Correction Factors to Measured Ionization
Currents (from Data Books 863 and 868)
Value of Correction Factor for
Symbol|Correction to Reference Conditions| 1“7pm 20417 905 +90y
A, Chamber Correction Factors
Cfoi] entrance foil attenuationa 1.76 1.000 0.982
Cqi,  |beam divergence® 1.013 1.008 1.008
Copren|chamber air attenuat ion? 1.023 1.000 1.000
Cy 0 density of air in chamber volume 1.014 1.013 1.007
cbaCk chamber back scatter 1.010 1.009 1.006
Coige |camber side scatter? 1.005 1.002 0.992
. . . . . b,c
Crecom ion recombination and diffusion 1.001 1.001 1.001
. . a
cphot photon contribution 0.989 1.000 0.999
B. Environmental Correction Factors

kdec source decay 1.213 1.145 1.059
kmaSS altitude variations

close to sea level 0.941 0.998 1.001

at ~ 1500 m above sea 1eve1d 2.05 1.002 0.984
khum humidity changes 1.001 1.000 1.000

dFactor to correct from a depth of 2.6 mg/cm? of PTP, the chamber foil
thickness, to zero depth.

beorrections computed for plate separations of 2.5 mm.

CCorrections computed for applied potentials of 100 V.

dcorrection factor required when a source that had been calibrated at sea
level is to be used at the indicated high altitude.

1
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(c) Catten® the correction for attenuation in the chamber air gap, was
determined by measuring chamber current as a function of distance y between
source and chamber using a fixed air gap d = 0.5 mm. It was found that, after
multiplying the current I by the square of the distance y, in order to compen-
sate for beam divergence, the product Iy2 could be represented as a linear
function of the distance y. It is then readily shown that the correction for
air attenuation in the chamber is given by Cjiian = 1 + dyp, where d is in
millimeters and y, is 0.009/mm for 1*7pm, and zero for 20%T1 and 99sr+30Y
(Data Book 873/36).

(d) Ct, , the correction for air density changes inside the chamber,
arises because of temperature and pressure variations of the ambient air,
since the chamher is of a type that is open to the atmosphere. It corrects to
the reference temperature and pressure using the ideal-gas law. The
correction factor is given by p/p0 z ¢y p = [101.325 (t + 273.15)1/295.15 p,
where p/p0 is the ratio of the air dens1€y during the measurement of the
ionization current to the density of dry air at the reference temperature and

pressure. t is the temperature in degrees Celsius, and the pressure p is in
kilopascals.3

(e) Cphacks the backscatter correction, takes into account the difference
between backscatter from water and backscatter from PMMA, the collecting
electrode material., The correction factor can be evaluated from published

backscatter probabilities [4] as Cba35 =1 + yg, where yg is 0.010 for L47pp,
0.009 for 20471, and 0.006 for 995r+9%y, ‘

(f) Cgides the sidescatter correction, has been measured and published by
the PTB for this particular type of chamber, using the reference distances
specified by the source manufacturer.[5] The correction is small (necessary
only when an accuracy of better than 1 percent is required). Therefore, it
was decided to use the published value for the correction factor, given by
Cside = 1+ dYS’ where Yg is tabulated below for the three types of sources
and for selected plate separations, d:

Source d (mm) vg (mm=1)
147pm 0.5-2.5 0.0019
2047] 0.5 -0.0016
1.0 -0.0016
1.5 -0.0012
2.0 -0.0003
2.5 +0.0006
90gpr+90y 0.5-2.5 -0.0032

3101.325 kPa = 1013.25 mbar = 760 mmHg = one standard atmosphere.

12



(9) Crecom® the correction for ion reconbination and diffusion in the air
inside the chamber, is usually quite small for protection-level measurements.
It only becomes appreciable for large ion currents and/or small voltages. It
was calculated by means of published relationships [6] as c,.‘3 m = (RyRjRg4s) -2
where the volume recombination R, = 1 - [5.05 x 1043 1d3/(AvV Sﬂ, the initial
recombination R; = 1 - [4.4 d/V], and the diffusion Ryf = 1 - [(17.24 x 10-3)
(t + 273.15)/V]. In these expressions, I is the current in amperes, d the
plate separation in meters, A the area of the collecting plates in square
meters (or the beam cross section at the reference point, in square meters, if
it is smaller than the plate area), V the potential in volts, and t the
temperature in degrees Celsius.

(h) ¢ hot» the correction for contributions to the ionization current due
to photons from material -intervening between the source and the chanber air
volume (chamber window plus added filtration, if any, of total thickness x),
may be obtained from an ionization current-versus-depth curve in the
particu]ar_ma?eriél as Cppot = 1- I(xphot)/l(x), where I{x hqt) is the
corrected ionization current measured at a depth x,,. which is equal to or
slightly greater than the maximum range of the beta particles, and I(x) is the
current measured at the depth x of interest. Values of x,, .. for which
I(x hot) were measured in PTP or polystyrene for the three types of sources
are shown below (Data Book 873/39):

2
Source Xohot (mg/cm?2)
147pp 46 (Measured in PTP)
20417 320 (Measured in polystyrene)
- 905490y 1370 (Measured in polystyrene)

(i) kqecs the correction for source decay, depends both on the time
interval At and on the half life of the radionuclide. It is given by
kgec = exp(Aat), where At is taken in the sense measurement date minus
reference date (in days), and the decay constant A in reciprocal days is given
by 7.234 x 10-%* for 1%7pm, 5.022 x 10-* for 20471, and 6.659 x 10~5 for
QOSr.}.QOY.

(i) kpass 15 @ correction for a variation in the total mass of air
between source and phantom, caused by variations in air temperature and
barometric pressure., While the correction is largest at high altitudes (say
1500 to 2000 m above sea level), it may also be appreciable at sea level under
certain weather conditions. The total mass correction was studied in an
environmental chamber in which the air pressure could be varied at will. [8]
It was found that the effect was largest for 147Pm and much smaller for both
20471 and 90Sr+90Y, The correction factor is given by kmass = (1+oh+gh2)-1,
where h = 1 - (p/po), p/py being equal to (ct’p)'l, the temperature/pressure

13



correction factor (see correction (d)), and « and B are constants. Table 3
shows empirical values for « and g8 for all three types of sources, with the
beams attenuated by selected thicknesses of PTP. These corrections were
checked by actual measurements on a 147Pm source at an elevation of ~ 1500 m
above sea level (see Appendix 2). The absorbed-dose rate measured at this
altitude and then corrected to the altitude of the PTB was found to agree to
within 3 percent with the dose rate that had been measured for this source at
the PTB, which is located near sea level. (See publication [8] for a fuller
discussion.)

Table 3. Values of Parameters a and g for Air Density Correction Factor

Source with Depth in PTP a B
flattening filter (mg/cm2)
147pp 2.6 4.5 12.7
6.3 3.5 19.8
10.1 0.69 31.2
2047} 2.6 ‘ 0.165 -0.50
6.3 0.131 -0.33
46.2 0.143 0.48
905r+90y 2.6 -0.085 -0.027
6.3 -0.054 -0.18
46.2 0.040 -0.28

(k) Khume the correction for relative humidity, arises from the fact that
the air mass correction is a function of air density and air density depends
to a small extent on the relative humidity of the air. The correction is
usually quite small and is required only for 14#7Pm, for which it is given
approximately by k, . = [exp(4.40 x 10-*% H)]/1.020, where H is the relative
humidity, in percent (Buchler Source Manual).

2.4.3.3 Computation of Absorbed-Dose Rate to Water

The absorbed-dose rate to water on the reference date — in grays per
second — is calculated from the slope AI./Ad of the extrapolation curve by
Bragg-Gray cavity theory [7] as

B = (W/e) Swater

WA (a1 /ad) [1/(pgA)] (2)

14



where W/e — energy required to produce an ion pair in air, in joules per
coulomb : _

quter

ajr " ratio, averdge mass stopping power of water to that of dry air,

dimensionless;

po — density of dry air at reference ambient conditions (22°C and
101.325 kPa), in kilograms per cubic meter;

A — area of collecting electrode, in square meters;
Al./Ad — slope of extrapolation curve, in amperes per meter.

The slope AI_/Ad is determined from several independent current measure-
ments carried out on several days. Reproducibility of the results was found
to be independent of whether they were obtained from measurements done on any
given day or on several days.

2.4.3.4 Comparison of Magnitude of Corrections for the Three Types of NBS
Sources

Table 2 shows that the corrections for 99Sr+90Y are mostly insignificant.
At sea level, only two of them are larger than one percent, and of these, the
correction for source decay can be calculated easily and accurately, and that
for entrance foil attenuation is usually not required. For 1%7pm, the situa-
tion is worse. Eight of the eleven corrections are greater than or equal to
one percent, and of these eight, two are larger than ten percent. By far the
largest correction for 1*7Pm is the one for entrance-foil attenuation, which
however is usually not required. (See sec. 2.4.3.2.) It may be obtained with
a high degree of accuracy since the dependence of current on absorber depth
seems to be well represented by an exponential function. As could be
expected, the magnitude of most of the corrections for 204T] were found to be
somewhat larger than for 90Sr+90Y, but considerably smaller than for 1%7pm,

2.5 The Parallel-Plate Transfer Ionization Chamber

2.5.1 Description

This is a rugged parallel-plate ionization chamber manufactured by PTW
(PTW model 2047) for use in checking the x-ray exposure rate at a radiographic
intensifying screen or image intensifier. It has a relatively large fixed
volume (about 120 cm3) and thin PTP windows (nominal thickness: 0.05 mm),
making beta-particle measurements from roughly 300 uGy/h to more than
30 mGy/h possible. Figure 5 shows a schematic drawing of the chamber. The
solid aluminum body of this chamber makes it possible to ship it to other
institutions in measurement-assurance studies designed to compare measurements
of ionization currents at other institutions with those of NBS, in identical
geometries. At the reference distance, the beta-particle beam has a suffi-
ciently large cross section to strike the aluminum body of the chamber. But
as long as measurement geometry is the same at NBS and the other institutions,
the fact that electron scatter from the solid aluminum body contributes to the
current measurements does not interfere with these studies.

15
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Fig. 5. Design of PTW Parallel-Plate Transfer Ionization Chamber. With a
potential of 100 V across the chamber, absorbed-dose rates to water from
roughly 0.3 to over 30 mGy/h (0.5 to over 5C mrad/min) can be measured.
During transport, the 0.05-mm front and rear windows are covered with PMMA,
about 1 mm in thickness. The diameter of the internal collecting electrode

is 12.4 cm.
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2.5.2 Principle of Use

For measurements, the front surface of the chamber is placed in the
calibration plane, after removal of the extrapolation chamber. Ionization
current is measured with an electrometer. The calibration factor of the
transfer chamber is then given by the quotient of absorbed-dose rate
determined at the reference point from extrapolation-chamber measurements,
and jonization current corrected to reference values of temperature and
pressure of the air inside the chamber.

3. The Nearly Monoenergetic Electron Facility

3.1 Introduction

Studies of the response of instruments in beta-particle beams of
different spectral characteristics aid in judging the relative merit of the
instruments for certain field applications. But because of the strong
influence of spectral characteristics on instrument response, it is important
to have the capability of measuring instrument-response functions with essen-
tially monoenergetic electron beams, from which the response in any
beta-particle field may be deduced if the beta-particle spectrum is known at
the reference point. Also, because the response of some survey instruments to
beta particles is rate dependent (see, e.g., sec. 7.3), it is important to
have means for performing rate-dependence studies on instruments over a wide
range of absorbed-dose rates without a change in the spectrum — which is
difficult to do in beta-particle beams. This is why NBS has adapted two of
its electron accelerators to supplement — and in part replace — the function
of the beta-particle sources for the study of the properties of beta-radiation
protection instruments.

3.2 Facility Design [9-11]

The facility consists of:

(1) Two Electron Accelerators, Equipped with Beam Scanners. The NBS
500-keV cascaded-rectifier and 4-MeV Van de Graaff accelerators were adapted
for use in the calibration of radiation-protection instruments with electrons
in the range from 0.2 to 2.5 MeV by (a) magnetic scanning of the electron
beams in a two-dimensional raster pattern in order to produce suitably large
beam cross sections; and (b) having the beams exit from the vacuum through
thin, lTow-atomic number windows. In order to prevent unnecessary spectral
degradation the air path is kept as short as possible.

(2) Beam Monitors. Because of spatial and intensity fluctuations of the
electron beams, continuous beam monitoring is required as a part of the
routine measurement procedure. Four fast plastic-scintillator-plus-
photomultiplier detectors placed about the beam periphery are used for this
purpose.

(3) An Extrapolation Ionization Chamber. A chamber of essentially
identical design to that employed in the beta-particle dosimetry setup is used
for the determination of absorbed-dose (rate) to water in the
accelerator-produced electron beams.
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Operation of the facility is described in some detail in the subsequent
-parts of section 3. For general safety precautions in the operation of
electron accelerators see the pertinent literature listed in section 11, which
is on file in the office of the Dosimetry Group.

3.3 The Electron Accelerators

The two electron accelerators have been owned, maintained, and operated
by the Ionizing Radiation Division of the Center for Radiation Research for a
considerable length of time. Therefore, discussions in this Document will be
limited to special features added for their use in calibrations and other
studies related to radiation-protection dosimetry.

3.3.1 Beam Handling

One of these features is concerned with beam handling. The beam handling
arrangement is shown schematically in figure 6. Aligned and focused electron
beams of energies from 200 keV to 2.5 MeV are passed through a set of
deflection coils which cause the beam to be scanned in a two-dimensional
raster pattern. The scan signal has a horizontal frequency of 416 Hz and a
vertical frequency of 12.5 Hz; the amplitudes in the two directions are
independently variable.

3.3.2 Beam-Exit Window

Another feature concerns the choice of beam-exit windows. These windows
must be thick enough to withstand atmospheric pressure over a 16-cm? area, yet
thin enough not to degrade the electron beam energy appreciably. A thin foil
(25 um) of commercially available polyimide is well suited for electron
energies up to 500 keV. At higher energies, for which energy degradation does
not pose a large problem, either the same type of foil or a 0.10-mm aluminum
foil is used.

3.3.3 Frequent Remaote Beam Viewing

Because of the interference of fluctuations in beam location ("beam
wandering") with the reproducible use of the beams for calibration purposes,
the electron-beam position is checked frequently, especially at the lower
.energies. This is done by viewing the beam remotely on a light-emitting
phosphor screen placed at the exit window. The unscanned beam is centered on
the exit window and the scanning-signal amplitudes are adjusted to spread the
scanned beam over the window area.

3.4 The Beam Monitors

At both accelerators, beam intensity is continuously monitored with four
fast plastic-scintillator-plus-photomultiplier detectors fixed in off-axis
Tocations (60° off-axis and 20 cm from the exit window at the Tow-energy
accelerator, and 30° off-axis and 40 cm from the exit window at the
Van de Graaff accelerator). In order to limit counting rates, the monitors
are equipped with plastic collimators with circular apertures of various
sizes, depending on the sensitivity desired, located near the front surface of
the scintillator. The fast (10-ns) pulses from the detector allow counting
rates up to 105/s with no significant pile-up and with very low background
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rates (less than 2/s). When only one monitor was used, the magnitude of beam
wandering and fluctuations in beam intensity were large enough to limit
dosimetry reproducibility to about 15 percent when the beam was turned off
between individual measurements. Therefore, the four plastic-scintillator-
plus-photomuitiplier monitors, fixed in a circular array about the beam axis,
were installed to replace the single monitor. Their signals are being fed
back to additional beam-steering elements for dynamic control of beam
location. With this monitoring control, measurement reproducibility is better
than 5 percent.

3.5 Use of Extrapolation Chamber to Measure Absorbed Dose to Water

Because basic construction and principle of operation of the extrapola-
tion ionization chamber has been discussed in some detail in section 2.4, this
section is limited to features of operation special to the application in
accelerator beams.

3.5.1 Requirements of Limitation in Beam Intensity

The particular type of extrapolation-ionization chamber was designed
mainly for operation with relatively low-activity radionuclide sources, as a
rule producing ionization currents not exceeding a few nanoamperes. When beam
intensities are such that about 1 pA is exceeded, strong insulator leakage
prevents the use of the chamber for at least one day. Around accelerators, it
is difficult to avoid at all times beam intensities that produce large ioniza-
tion currents in the chamber. When the accelerator beam is operated without a
beam shutter, excessive chamber currents may occur during beam tuning. For
this reason, the chamber is removed from the beam for the time of beam viewing
and adjustment. Even with this precaution — and even when a shutter is avail-
able — excessive chamber currents cannot be entirely ruled out since current
surges may occur during actual irradiations, i.e., with the shutter in the
"open" position. For this reason, NBS has two essentially identical
extrapolation ionization chambers — one of them for use solely in calibration
work with radionuclide sources, and one for use in accelerator beams.

3.5.2 Dose (Rate) Measurements and Study of Radiation-Protection Instruments

Because of fluctuations in accelerator current, a ratio must be
established between the ionization current in the extrapolation ionization
chamber at the reference point and the indication of the monitor(s). Only if
this ratio is constant to within an acceptable limit, can the extrapolation
chamber be replaced by the instrument to be calibrated, and a calibration
factor obtained for the instrument. Constancy of the ratio is checked before
and arter each instrument-calibration run. With the new monitor setup, it is
possible to maintain the monitor reading sufficiently constant to yield the
calibration factor with adequate reproducibility.

4, Characterization of NBS Beta-Particle Beams

4.1 Determination of Absorbed-Dose Rates to Water; International Comparisons

Absorbed-dose rates to air and water were determined for the four sources
purchased from Buchler-Amersham at the reference distances from measurements
of ionization currents in the extrapolation-ionization chamber, The methods
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used were those described in detail in section 2.4.3. The results are shown
in table 4. Since the sources had been initially calibrated at the PTB, it
was possible to compare the: NBS calibrations with those obtained at the PTB in
a similar geometry at the same reference distances. Table 4 shows a
comparison for absorbed-dose rates to water. The results agree to 1 percent
or better for the 99Sr+90Y source and to 2 percent for 204T1, A 4-percent
disagreement for 1%7Pm is not surprising, considering the size of the overall
uncertainty in the measurement of the ionization current (see table 5,

sec. 4.5) and the relatively strong dependence of the measurement results on
calibration geometry (see sec. 4.2 and 4.3 below).

4.2 Influence of Measurement Geometry on Source Calibration

In order to arrive at the uncertainty to be expected in NBS source
calibrations, measurements were made with the NBS sources of the variation of
dose rate with source-to-detector distance and with detector alignment.
Following is a discussion of the results of these measurements made with the
extrapolation ionization chamber as the detector.

Table 4. Comparison of Absorbed-Dose Rates to Water, at the Surface, Obtained
by NBS and PTB; and Absorbed-Dose Rates to Water at Depth of
Interest in Radiation Protection for Three of the NBS Sources.
Source Absorbed Dose Rate?
Source- to water, at the surface to water
Nominal | to-detector at a depth
Type [activity distance NBS PTB Ratio |of 7 mg/cm2b
(mCi) (cm) (uGy/s) | (uGy/s) |NBS/PTB | (uGy/s)
147pm 14 20 0.267 0.257 1.04 0.06
204717 0.5 30 0.341 0.333 1.02 0.33
905r+90y 2 30 1.93 1.90 1.01 2.01
" 50 11 513 506 1.01 -
" " 30 70.6 69.9 1.01 -
" " 50 25.2 25.1 1.00 -

dReferred to January 1, 1983 and 20°C at 1 standard atmosphere (101.325 kPa).

PErom column 4 (NBS data).
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4.,2.1 Dependence of Dose Rate on Off-Axis Shift of Detector

For this study, the detector was moved horizontally within the calibra-
tion plane so as to cover the entire beam cross section. Typical results are
shown in figure 7. Along the horizontal line passing through the reference
point, the points of equal dose rate are seen to be distributed symmetrically
about the beam center for 90Sr+90Y and for 204T1, the dose rates varying by
less than * 0.5 percent and = 2 percent, respectively, for points not more
than 10 cm from the reference point. The troughs in the center are to be
expected because of the presence of the flattening filters.

For 147pm the dose-rate distribution is asymmetric, the variation in dose
rate amounting to about * 10 percent for points up to 10 cm removed from the
central beam axis (t 6% for points removed by not more than ~ 8 cm). Measure-
ments with the shutter removed demonstrated that this asymmetry is caused by
the shutter. When the shutter is in the open position, it is located on the
side of lower dose rate. Presumably the relatively low-energy beta particles
of 14%7pm are scattered at short distances at a wide enough angle to impinge on
the open shutter, even though it is mounted close to the source, and this
results in a strong deficit of electrons on that side. The higher energy
electrons of the other sources are presumably not scattered sufficiently at
short distances to be significantly attenuated by the open shutter.

4.2.2 Dependence of Dose Rate on Precision of Source-to-Detector Distance
Setting

Source-to-detector distance was increased and decreased by up to about
3 cm from the reference distance selected for the calibration. Figure 8 shows
that positioning of the detector is not too critical for any byt the 147pp
source, for which a change in distance by 5 mm causes a change in dose rate by
close to 10 percent. As a consequence, there also will be a significant
dose-rate gradient over the depth of a transfer instrument calibrated in the
147pm beta-particle beam if this depth extends over more than just a few
millimeters.

In figure 8, the dose rates have been multiplied by the square of the
reference distance so that a horizontal line in this graph represents a
dependence on the inverse-square of the distance. It can be seen that none of
the sources shows such a dependence. For °0Sr+90Y and 20471, the deviations
from the inverse-square dependence probably are caused by a combination of the
angular spread of the scattered-electron buildup and the use of flattening
filters. The strong variation exhibited by “7Pm is due to a large fraction
of the 147Pm beta particles having ranges comparable to the reference
distance.
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4,3 Spectral Characterization by Means of Measurements as a Function of Depth
in Plastic

Measurements were made of jonization current in the extrapolation ioniza-
tion chamber as a function of thickness of polyethylene terephthalate (PTP)
added to the 2.6-mg/cm? window of the chamber. The results are shown in
figure 9 for all three types of beta-particle sources. For 47Pm, the
decrease in current with PTP thickness is roughly exponential from the onset,
and absorption is essentially complete after an addition of ~ 20 mg/cm2 of
PTP. For larger thicknesses, the ionization current remains at ~ 1 percent of
the maximum current, and probably is due to a combination of bremsstrahlung
produced by the “7Pm beta particles in the PTP and 121-keV gamma rays from
147pm,  For 99Sr+30Y, there is an ionization buildup over the first
~ 40 mg/cm? of added PTP before attenuation starts to dominate, while for
20471 the attenuation in PTP seems partially offset by buildup over the first
~ 15 mg/cm? of PTP.

Because PTP is not readily adaptable to measurements at larger thick-
nesses, attenuation curves for 20Sr+90Y were also obtained with added poly-
styrene, covering a range of thicknesses from ~ 100 mg/cm? to beyond 2 g/cm2.
The results are shown in figure 10, demonstrating that any bremsstrahlung
baekground (ionization-current contribution by the source for polystyrene
thicknesses beyond the beta-particle range) is less than 0.06 percent.

4.4 Spectral Characterization by Means of Pulse-Height Distributions

Because of the emphasis on the change in spectral characteristics with
changes in certain experimental parameters rather than on spectral character-
istics per se, these studies were confined to a comparison of pulse-height
distributions, measured with a silicon surface-barrier detector and converted
to an absolute energy scale, ignoring certain spectral distortions introduced
by the detector. Figures 11 through 13 show these spectral distributions for
the three types of sources. (No difference was found between the spectra of
the two %0Sr+90Y sources used in the same geometry.) The spectra were
obtained with a ‘5-mm deep silicon surface-barrier detector operated at room
temperature, in air, under a cover of 0.013 mm of aluminized PTP for light
protection. A low-scatter 207Bi point source (NBS Standard Reference Material
4240) was used for the energy calibration (pulse-height-to-energy conversion).
The pulse-height distribution obtained with this source using the surface-
barrier detector is shown in figure 14, For all but the 1%7Pm source, a lead
collimator with either a 1.6-mm or a 3.Z2-mm diameter circular aperture was
employed near the detector, since collimation was found to remove a consider-

able amount of scatter (see fig. 11 and 12, bottom). Following is a detailed
discussion of the results for the 905r+90Y sources: ‘

(a) Influence of Flattening Filter on 90Sr+90Y pPylse-Height Distribution.
Figure 12 shows that the flattening filter causes a shift in the energy
endpoint. This should be kept in mind when the 80-MBq source (used with
flattening filter) is replaced by the 2000-MBq source (used without flattening
filter) in the course of an instrument calibration.
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(b) Influence of source-to-detector distance for 90Sr+90Y, Figure 13
shows the spectral distributions at the three distances specified by the
source manufacturer, The effect of distance is seen to be relatively small.
Therefore, a change in distance, necessitated by considerations either of
required absorbed-dose rate or of required size of uniform beam cross section,
is not expected to introduce an appreciable change in instrument-calibration
results.

(c) Comparison of the measured pulse-height distribution with theory.
For this comparison, one must consider (1) that the theoretical spectrum shown
in figure 12 was computed for a bare 90Y source; and (2) that the measured
spectral distribution is for a 90Sr+90Y source encapsulated in 50 mg/cm?2 of
silver and 0.1 mm (77 mg/cm2) of iron, at a distance of 50 cm (61 mg/cm2) in
air, with a layer of about 1 mg/cm2 of aluminized PTP over the detector, or a
composite total of roughly 190 mg/cm?. But for the average and maximum
beta-particle energies given in table 1, one arrives at respective approximate
average and maximum ranges for the 90Sr beta particles of 60 and 270 mg/cm2.
This means that there are relatively few 30Sr beta particles reaching the
detector, making the measured pulse-height distribution mainly that of °90Y,
slowed down by the intervening absorbers. Figure 12 (bottom) shows that the
general shape of the pulse-height distribution obtained with the collimated
detector compares relatively well with the theoretical %9Y spectrum. The peak
is roughly at the same location. The high-energy endpoint of the pulse-height
distribution is at a lower energy, which is qualitatively compatible with the
energy loss in the intervening absorbers, The difference in shape in the
lTow-energy region may be the result of a composite of the residual 20Sr beta
particles reaching the detector (see figure 2 for the theoretical 90Sr+90y
spectrum) and of the distortions introduced by detector-edge and encapsulation
effects, for which no corrections were made.

(d) Change in spectrum with depth of absorber. Figure 15 shows the
change of the JYSr+3VY spectrum with added thickness of polystyrene absorber,
in a semi-logarithmic representation which enhances the visibility of the
effect. The results are of interest since shallow and deep absorbed-dose
rates to water (or plastic) of the type shown in figure 10 often are obtained
from measurements with parallel-plate ionization chambers whose response
depends on spectral composition. There is seen to be a radical change in the
spectrum with increasing polystyrene thickness, the thickest shown
(0.58 g/cm2) corresponding to a reduction by a factor of ten in the measured
ionization current. These results emphasize the need to know the response
function of the ionization chamber employed for such measurements, over a wide
energy range.

4.5 \Uncertainty in the Calibration of Beta-Particle Sources and Transfer
Ionization Chambers Submitted to NBS

The method of uncertainty assessment used here follows the recommendation
of the Comité International des Poids et Mesures (CIPM) [13]. The uncertainty
estimates are of two kinds. Conventional statistical estimates of random
uncertainties are given as standard deviations of the mean, designated
“Type A," which can be considered to be objective estimates. All other
uncertainty estimates, designated "Type B," are subjective estimates, based on
the extensive experience of the calibration staff. The Type B uncertainties
are estimated so as to have roughly the character of standard deviations.
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The estimates of each type are combined in quadrature, and then the two
results are combined in quadrature to give a combined uncertainty. The
combined uncertainty in turn is multiplied by two (or three), to give an
overall uncertainty.

Table 5 gives a breakdown of the uncertainties in the determination of
absorbed-dose rate to water at the 7 mg/cm? depth of interest from the ioniza-
tion current measured with the extrapolation chamber. The data in this table
are based on the detailed presentation of measurement procedures in
section 2.4.3. The uncertainty in the determination of absorbed-dose rate to
water and the results presented in section 4.2 on the influence of measurement
geometry on source calibration then are used in table 6 to arrive at combined
uncertainties in the calibration of beta-particle sources and transfer
ionization chambers submitted to NBS. The overall uncertainty is quoted as
two times the combined uncertainty.

5. Characterization of Nearly Monoenergetic Electron Beams

5.1 Beam Cross Section

The degree of uniformity of the electron-beam cross section was deter-
mined radiographically over a range of electron energies and distances from
the exit window. Industrial x-ray film was used, in light-opaque paper
envelopes for electron energies of 300 keV and above, and bare in a darkened
room for lower energies. Densitometric scans were obtained of the optical
densities of the radiographs along two perpendicular diameters of the essen-
tially circular images of the beam cross sections. Figure 16 shows plots of
the Gaussian fits to representative data obtained for several electron
energies from 200 keV to 2.5 MeV at several distances from the exit window.
Plots of this type permit a choice of distance from the exit window suitable
for covering an instrument of a given size with a beam of a cross section of a
pre-determined degree of uniformity. A synopsis of typical results prior to
the improvement in the monitoring system is given in the first three columns
of table 7 where usable field size is shown over the covered energy range.

5.2 Determination of Range of Absorbed-Dose Rates to Water Available for
Instrument Calibration

The method of using the extrapolation chamber in conjunction with a beam
monitor for obtaining monitor indication per unit of absorbed-dose rate to
water (the ratio R) was described in section 3. Because the beam properties
were not sufficiently reproducible when the machine was turned off between
measurements, it was not possible to measure definitive values for R in the
NBS setup prior to installation of the new beam-monitoring and control system.
A1l that could be done was to establish an approximate range of the absorbed-
dose rates that were attainable with the initial monitor setup at each of the
chosen accelerator potentials and exit window-to-detector distances. The
results are shown in the last two columns of table 7. The second-to-last
column of the table represents the dose obtained in 10 seconds at a nominal
monitor counting rate of 20 per second, which was the minimum rate that could
be monitored with a sufficient degree of accuracy. The maximum dose rates
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Table 5, Uncertainties in the Determination of Absorbed-Dose Rate to Water
from Measurements with the Extrapolation Ionization Chamber

Percent Uncertaintyb
parameter Symol Type A? Typg 8
2047y

14 /pm | 20471 905,490y | 18 /pm| 905+ 90y

A. Corrected Ionization Current (Extrapolation Chamber)

lonization current measured
at a depth of 7 mg/cm? in PTP |I 0.4 | 0.3 0.1 0.1 } 0.1
Correction for:

Entrance foil Ceos
thickness® foil 1.5 | 0.2
attenuation 1.0 § 0.1
Beam Divergence c 0.05{ 0.05
) div
Chanmber air attenuation Catten 0.5 | 0.05
Chamber air not at reference
conditions ct,p 0.1 | 0.1
Chamber backscatter Chack 0.3 1 0.3
Chamber sidescatter side 0.2 | 0.2
Ton recombination and diffusion € recom 0.3 1 0.3
Source decay dec 0.05} 0.05
External air mass k
mass
near sea level 1.0 { 0.5
at high altitudes 3.0 1 1.0
Relative humidity khum 0.1 | 0.05
Corrected ionization current at a
depth of 7 mg/cm? in PTPE I,
near sea level 0.4 | 0.3 0.1 1.9 | 0.7
at high altitudes 0.4 } 0.3 0.1 . 1.1

B. MAbsorbed-Dose Rate to Water at a Depth of 7 mg/cm?
Corrected ionization c¥rrent per

unit air gap (slope) AIC/Ad
near sea level 0.4 | 0.3 0.1 1.9 | 0.7
at high altitudes 0.4 § 0.3 0.1 3.4 | 1.1
Air density 0 0.05§ 0.05
Area of collecting electrode A 0.1 1 0.1
Energy expended per unit charge W/e 0.5 ) 0.5
in air
Stopping-power ratio S::ier 1.0 { 1.0
Absorbed-dose rate to water at
a depth of 7 mg/cm? in PTP® ﬁt
near sea level 0.4 | 0.3 0.1 2.2 1 1.3
at high altitudes 0.4 | 0.3 0.1 3.6 | 1.6

2Conventional statistical estimates (standard deviations of the means),
obtained from repeated measurements,

bSub,jective estimates (see text). A normal error distribution was assumed.

CFor radiation-protection measurements, ionization current is usually measured
at or near the depth of interest (i.e., with an entrance foil thickness of
7 mg/cm? of tissue-equivalent material). Cfoi) then refers only to the
uncertainty in the thickness (area density) of the entrance foil used.

dThis additional uncertainty in Cfoil refers to the correction for attenuation
in the entrance foil, which is required only for certain special procedures
in which extrapolation to zero-entrance foil is necessary. It is not
included in the total uncertainties given in this table. (See also
sec., 2.4.3.2.)

eSquare root of the sum of the squares of all uncertainties of one type,
fSince, in some instances, the curreat (I.) is determined for not more than
two plate separations (d), the uncertain%y in the slope (Al./ad) was set

equal to that of the determination of I at a given value o? d — a procedure
which, as a rule, will result in an overestimate of the uncertainty.
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Table 6. Uncertainty in the Caiibration of Beta-Particle Sources and
Transfer lonization Chambers Submitted to NBS

A. Source Calibration

Percent Uncertainty b
Parameter Type A% - Type B
204T)

147pm | 204T] | 905,+90Y| 147py 90Sr+90yY

Positioning of extrapolation-
jonization chamber and sources 1.0 0.2

Absorbed dose rate to water at
depth t=7 mg/cm2¢

near sea level 0.4 03] 01 }22] 1.3
at high altitude 0.4 | 0.3 0.1 3.6 1.6
1'07Pm 20'{1’] and 905r+90Y
Overall Uncertainties near sea at high |near sea at high
Tevel altitude| level altitude
Combined uncertainty, %4 2.5 | 3.7 1.4 1.6
2 times combined uncertainty, % 5 8 3 3
3 times combined uncertainty, %€ 8 11 4 5

B. Calibration of Transfer-Ionization Chamber

Percent Uncertainty

Parameter Type A? Type BP
204T]
147pp| 20471 | 905pr+90y] 147py| 905,490y
Positioning of transfer
jonization chamber and sources 1.0 0.2
Measured ionization current 0.4 | 0.3 0.1 0.1 0.1
Correction of chamber air to
reference conditions 0.1 0.1
Absorbed dose rate to water at
a depth of 7 mg/cm2¢
near sea level 0.4 | 0.3 0.1 2.2 1.3
at high altitude 0.4 | 0.3 0.1 3.6 1.6
Source Decay Correction 0.05| 0.05
147pp 20471 and 90Sr+90Y
Overall Uncertainties near sea at high |near sca at high

Tevel altitude| level altitude

Combined uncertainty, %d 2.5 3.7 1.4 1.6
2 times combined uncertainty, %€ 5 8 3 3
3 times combined uncertainty, %€ 8 11 4 5

3conventional statistical estimates (standard deviations), obtained from
repeated measurements,

bSubjective estimates {see text). A normal error distribution was assumed.
CFrom data in table 5.
drne square root of the sum of the squares of all the uncertainties,

€Rounded.
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shown in the last column of the table correspond to a monitor counting rate of
105 per second. At the time of writing (February 1988), representative values
for R and for minimum absorbed-dose levels are being obtained for the new
monitor system. No assessment of uncertainties in possible future calibration
procedures with the nearly monoenergetic electron beams is feasible before
this work is completed.

5.3 Determination of Spectral Composition of the Electron Beam

The 5-mm deep silicon surface-barrier detector equipped with the 1.6-mm
aperture lead collimator (see also section 4.4) was employed. Beam currents
were limited so that count rates did not exceed 2000 s-!, Measurement
procedures were similar to those employed for beta-particle spectrometry.
Therefore, the same caveats expressed in section 4.4 about absolute spectral
shapes apply here. The importance of making the exit windows (polyimide for
the Tow energies, aluminum for the high energies) as thin as possible is
brought out in figures 17 and 18. Figure 19 shows the spectral distributions
as a function of the distance between detector and exit window. At low
electron energies, degradation in air is seen to be not negligible, but the
spectra are still fairly narrow at distances at which the beam cross section
1s sufficiently large and uniform for the study of survey instruments. The
most probable energies shown in these figures were used in column 4 of
table 7, relating these energies to accelerator potential, exit window-to-
detector distance, and usable field size.

Table 7. Examples of Pertinent Electron Beam Parameters Obtained Prior to
Improvement in the Monitor System

Absorbed Dose to Water

Accelerator| Distance Usable Most Probable | Minimum Maximum
Potential | From Window | Field Size?|Electron Energy De]iv§6a2]e Rate

(kv) (cm) (cm) (keV) 1?uGy) (mGy s-1)
200 20 8.3 130 140 70
300 30 11 220 : 30 15
300 20 6.7 250 70 35
400 30 8.7 340 90 45
400 20 5.7 360 190 95
1500 100 22 1280 13 7
1500 - 50 8.9 1370 90 45
2500 100 14 2230 60 30
2500 50 5.7 2320 350 175

3pefined as the diameter of the beam cross section over which flux density
does not decrease by more than 10%.
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between detector and exit window:

2.5-MeV electrons.

Degradation of Nominal 1.5-MeV and 2.5-MeV Electrons in Different
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6. Examples of Practical Studies Performed with the Beta-Particle Beams

6.1 Compatibility of Different 99Sr+90Y Sources with Existing Standards

Since spectral characteristics of 90Sr+90Y beta-particle sources may vary
widely with source geometry, a certain degree of standardization of source
construction is required if sources from different manufacturers are to be
used successfully in programs for testing personnel-dosimeter performance.
Three sets of criteria are described below, each designed to limit the
spectral variations allowed for test purposes. The American National
Standards Institute (ANSI N13.11, 1983) specifies a filtration thick enough
(~ 100 mg/cm2) to remove the 90Sr component, but of a sufficiently low atomic
number (< 26) not to cause excessive bremsstrahlung production [14]. The
International Organization for Standardization (ISO 6980) specifies a residual
maximum energy (Epog) of > 1.80 MeV [15]. The Department of Energy
(DOE/EH-0027) specifies the limits on absorption characteristics in PMMA of
the beta-particle beam emitted by the source, requiring the ratio of
absorbed-dose rates to PMMA at depths of 100 mg/cm2 and 7 mg/cm2 to be equal
to 1.01 + 0.05, and the corresponding ratio at 1000 mg/cm2 and 7 mg/cm? to be
less than 0.01 [16].

The relatively high-activity (~ 5 GBq, 140 mCi) source used up to late
1985 by the National Voluntary Laboratory Accreditation Program (NVLAP)
testing laboratory for dosimetry performance was built to ANSI specifications.

The source that is used in the Department of Energy Laboratory
Accreditation Program (DOELAP) for testing dosimetry performance by DOE
contractor laboratories was manufactured by Buchler-Amersham according to
specifications given by members of the National Physical Laboratory in
England, who also were instrumental in developing the standard for beta-
dosimetry sources of the ISO. It is of the same type and geometry as the
sources owned by NBS.

At the time this matter was studied (1984), it was considered of interest
to compare the DOELAP source and the source then used for NVLAP testing,
employing the different criteria. In this comparison, we also included an
experimental source produced by Amersham to meet the ANSI specifications but
designed to have less internal scattering than the NVLAP source. (As a
consequence, its activity is too low for convenient use as a calibration
source.) Table 8 shows the results of this comparison. Also shown is some
pertinent information on source construction. Only the experimental Amersham
source is seen to meet all three criteria. The DOELAP source does not meet
the ANSI criterion since it contains silver. The NVLAP source does not meet
the ISO criterion, because the residual energy is too small.

Further elucidation of these results is possible if one examines the
response-versus-depth curves on which the DOE criterion is based (fig. 20) and
the associated pulse-height distributions (figs. 21 through 23) which give
equivalent information but can be obtained with less effort than attenuation
curves. They show that the experimental Amersham source indeed has the most
energetic spectrum and that the present NVLAP svurce is degraded most. They
also reveal that (a) an operational criterion of the DOE or ISO type may be
better suited for obtaining desirable source characteristics than a criterion
of the ANSI type, which specifies material properties and dimensions; and
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Figure 20. Tonization-versus~Depth Curves for Three Different types of
30Sr+90Y Sources. Solid line: Buchler-Amersham source; dashed line:
Amersham experimental source; dash-dotted line: special high-activity source
used by the NVLAP Testing Laboratory until 1985. The curves in PMMA are
indistinguishable from those in polystyrene. No line could be drawn for the
bremsstrahlung background of the Amersham experimental source because of the
wide scatter of the associated data points (some of them off-scale,
representing relative ionization currents < 0.001). This behavior probably
was due to the erratic high background noise introduced in the ionization
chamber by a preceding irradiation in a high-intensity electron beam.
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(b) that the DOE criterion is too loose, since it does not discriminate
between the operationally very different NVLAP and Amersham experimental
sources, while the ISO criterion does. The high background noise shown in
figure 20 for the experimental Amersham source resulted from the use of the
extrapolation chamber after it had been irradiated with an electron beam
producing an absorbed-dose rate to water of the order of kilorads per second.
This alerts one to the need for special care in the use of such a chamber.

6.2 Comparison of 20%T].and 90Sr+9°Y Source Calibrations at NBS and at a DOE
Laboratory

This study was undertaken because the DOE requires traceability to NBS of
all measurement standards used in the DOELAP program for testing personnel-
dosimetry performance. The calibrations of the transfer ionization chamber in
the 90Sr + 90y beams were found to agree to within 1 percent, while the cali-
bration by the staff of the DOE laboratory in their 204T] beam proved higher
by almost 8 percent than that by NBS in the NBS beam. Test Report DG 8555/86
covering these results is reproduced in Appendix 3. The study also confirmed
that, in spite of its thin entrance window, the PTW ionization chamber
number 2047 is sufficiently rugged to be used as a transfer instrument. (See
also sec. 2.5).

7. Examples of Studies Performed with the Nearly Monoenergetic Electron Beams

7.1 Predicting Beta-Particle Response of Instruments from Response to Nearly
Monoenergetic Electrons

This study was considered important since its results are intimately
related to an assessment of the role of the nearly monoenergetic electron
beams in a contemplated type-testing program for beta-particle survey instru-
ments. In spite of the relatively poor reproducibility of the electron-beam
dosimetry prior to improvements in beam stabilization and monitoring, the
results were encourag1ng. They are covered .in a recent pub11cat1on [11],
which is incorporated in this Document as Appendix 5.

7.2 A Study of Rate Dependence of the Response of Radiation-Protection Survey
Meters

At the time of writing (February 1988), C. G. Soares is studying the
response to nearly monoenergetic electrons of beta-particle survey meters over
a wide range of electron currents [17]. The accelerator-produced electrons
lend themselves well to this type of work because currents (and therefore
absorbed-dose rates) can be readily changed without a change in irradiation
geometry and thus in electron spectrum. This is not the case with beta-
particle beams.

An example of an instrument being studied is the Eberline Ion Chamber
Type Survey Meter R0-2A, SN 953, which is used in the field for photon and
beta-particle surveys. In an earlier study [18], some rate dependence of its
photon response had been demonstrated. Soares finds that, in the range from
about 5 mGy/h to 2 Gy/h of absorbed-dose rate to water, the decrease in the
response of the instrument with increasing dose rate is more than twice as
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large with 350-keV electrons as with 137Cs gamma radiation. "Response" here
is defined as scale reading (indication) of the instrument divided by
absorbed-dose rate.

7.3 Role of Nearly Monoenergetic Electron Sources in the Development of a New
Generation of Survey Meters

During the past several years, instrument designers have given thought to
avoiding the difficulties in beta-particle surveys arising from the strong
energy dependence of survey-meter response. Instruments are now under
development that incorporate tissue-equivalent scintillation detectors and
associated multi-channel analyzers for spectrometry, and microprocessors for
data analysis. Monoenergetic electron beams over wide ranges of energy are
required in the development of such instruments (a) for arriving at resolution
and efficiency functions of the detector, needed for spectral unfolding of the
pulse-height distributions, and (b) for obtaining instrument-response
functions needed to develop suitable algorithms that lead to instrument indi-
cation in terms of absorbed-dose rate, independent of electron energy. We
have assisted groups from both Los Alamos National Laboratory and from EG&G
Idaho, Inc., with such instrument developments. Excerpts of pertinent
publications by members of these institutions [19, 20] are incorporated in
this Document as Appendix 6.

8. Safety Considerations

It is likely that many of the procedures associated with the calibration
service for which this facility was established will be carried out by junior
personnel, who may start without previous experience in radiation work. The
senior staff member in charge of the facility must take all steps necessary to
ensure that each person working with this facility is thoroughly familiar with
the pertinent radiation protection literature, and is aware of the potential
hazards, the importance of the safety features built into the facility, the
procedures to follow for safe operation, how to detect potentially dangerous
malfunctioning of any part of the system, and what steps to take in case of an
accident.

8.1 Radiation Hazards

A1l sources arriving at NBS, and periodically all sources kept at NBS,
are examined by a member of the NBS Health Physics Group for radioactive
surface contamination, including shipping and storage containers. This is
considered to remove the hazard of ingestion of or other body contamination by
radioactive materials.
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The radiation hazard is only moderate for sources with the activity level
that will be calibrated in the facility in question, since even a direct
exposure of the skin for-a brief time would not be serious, with the possible
exception of the eyes. However direct exposure will never be necessary, since
protection from a beta-particle source is readily provided by materials such
as a few millimeters of plastic, or by simply directing the source away from
the body. Handling tools are provided for removing the source capsules from
their storage containers and placing them on the irradiation stand, without
exposure of any part of the operator's body to a significant fraction of the
maximum permissible exposure. A survey meter is on hand for checking
radiation levels' whenever there is any doubt about when a faulty procedure or
faulty equipment has created a potential radiation hazard. This could be the
case, for example, if the shutter failed to close at the electrical command.

Light beams are used to establish a safety perimeter around the measure-
ment area, such that breaking a beam causes the shutter to close. Such a
safety device could be defeated by simply crawling under the beam, so the
cooperation of all personnel is required to make the device effective, and it
becomes particularly important to instruct all personnel in the radiation
hazards involved.

If a source is involved in an accident, e.g., if a source is dropped
during transfer, the NBS Health Physics Group will be notified, and they will
test the source and the area involved for radioactive contamination.

8.2 Electrical Hazards

The electrical hazards are of the same type as in other dosimetry
laboratories, and require the same level of skill. Since the collecting
voltage used on the beta-particle ionization chambers is never more than one
hundred volts, this hazard is somewhat less than with other ionometric
procedures. As in other dosimetry laboratories, it is essential to verify all
power-supply settings before applying the voltage to the ionization chamber,
and to avoid contact with the off-ground exposed part of an ionization
chamber.

8.3 The Nearly Monoenergetic Electron Facility

This facility, described in section 3.2, can involve high-energy, high-
intensity beam operation, and may present greater radiation hazard than any
mentioned above. The facility is not involved in the calibration service
described here, but has been limited to research on and development of beta-
particle calibration services. If in the future it becomes desirable to
employ accelerator-produced electrons in routine calibrations, a manual of
safe operation procedures will be drawn up and made available to all
operators.,
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10. Appendices

Appendix 1. Sample of Calibration Report Form (See sec. 1.3)

DG 8751/87 . U. S. DEPARTMENT OF COMMERCE Page 1 of 2
DB 873/170 NATIONAL BUREAU OF STANDARDS

TFN 240032 GAITHERSBURG, MD 20899

1987 Sep 14

REPORT OF TEST

0.5 mCi 24Tl Beta-Particle Source Amersham-Buchler Source #--
RS #87-0068

Submitted by - - - - - - - - -

Received: 1987 Jul 21
Calibrated: 1987 Aug 03

Beta-particle sources are calibrated in terms of the absorbed-dose rate to
water. Absorbed-dose rate is determined from current measurements with an
extrapolation ionization chamber that has a polymethylmethacrylate
collecting electrode. The water absorbed-dose rate is given in SI units
by:

D = (W/e)(Syarer/Sair)(PasrA) " (dig,, /ds) Gy/s

where (W/e) = 33.7 J/C is the mean energy expended per unit charge in
ambient air, (S,,yer/Saj:) is the ratio of the mean mass stopping power of
water to that of air, p,;. = 1.197 kg/m® is the density of air at the
reference temperature and pressure (22°C and 1 standard atmosphere), A =
7.083 x10™% m® is the area of the collecting electrode, di.,,./ds is the
rate-of-change of corrected current with air-gap spacing in amperes per
meter.

The corrected current is given by:

leorr = 1 fTP fsido fback frocom fatton fphot. fdiv kdocay khumid kmnus

where i is the measured current and the f’s are, respectively, corrections
for air density variations inside the chamber, for scatter from and/or
shielding by the side walls of the chamber, for excess backscatter from the
collection electrode, for recombination and diffusion of ions inside the
chamber, for attenuation by the chamber air, for the presence of photons
accompanying the beta particles, and for beta-particle beam divergence: and
the k’s are, respectively, correction factors for source decay to the
listed calibration date, for humidity variations, and for variations in the
mass of air between source and chamber.

For the source submitted, one calibration was made. The rate of change of
corrected current with air-gap thickness was determined from measurements
with air-gap thicknesses of 0.5, 1.0, 1.5, 2.0, and 2.5 mm. The water
absorbed-dose rate is given in the table in SI units (grays per second).
The tabulated dose rate applies to the date of calibration, to the source-
phantom distance and phantom depth given in the table, and to the reference
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Appendix 1, continued

DG 8751/87 Page 2 of 2
1987 Sep 14

temperature and pressure of 22°C and 101.325 kPa (1 standard atmosphere).
If the air density differs significantly from the density at the reference
temperature and pressure, it may be necessary to apply a correttion as
given in: J. S. Pruitt, "The effect of altitude on beta-ray source
calibrations,” Radiation Protection Dosimetry 11, 151-157 (1985).

The f factors associated with the extrapolation chamber, and the k factors
associated with the ambient conditions, are given in the table in the same
order that they are listed in the above equations; if a factor varied
during the measurements, the maximum and minimum values are given.

The overall uncertainty in this calibration is estimated to be #3%; it is
considered to have the approximate significance of a 95% confidence limit.
The overall uncertainty is two times the square root of the quadratic sum
of thc component uncertainties, which were estimated and treated as if they
were standard deviations.

Information on the technical aspects of this report can be obtained from
J. S. Pruitt, Radiation Physics €214, National Bureau of Standards,
Gaithersburg, Maryland 20899, (301) 975-5587.

Calibration performed by J. S. Pruitt<%}€;):7

Report approved by R. Loevinger qzx;,

For the Director

Nt Aol

David M. Gilliam, Associate Chief
Ionizing Radiation Division
Center for Radiation Research
National Measurement Laboratory

Water
Phantom Phantom Absorbed-Dose
Source S,,;er/Sair Correction Factors Distance Depth Rate
k f (em)  (mg/cm?) (Gy/s)
0.5 mCi 1.132 1.00 1.01-1.03 30 7 1.82 E-7
2047} 1.00 1.00
1.00 1.01
1.00
1.00
1.00
1.00-1.01
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Appendix 2. Report of a Trip to a DOE Laboratory by J. S. Pruitt

The calibration at this laboratory of the Buchler '*7Pm source is
considered important because its results provide a test of the validity of

the recently developed high-altitude air-density correction factor. (See
section 2.4.3.3.)

1985 Jan 10 Page 1 of 4

U.S. DEPARTMENT OF COMMERCE
NATIONAL BUREAU OF STANDARDS
GAITHERSBURG, MD 20899

REPORT OF
TRIP TO IDAHO NATIONAL ENGINEERING LABORATORY

by
John 5. Pruitt
Dosimetry Group
Center for Radiation Research

Introduction

In November, 1984, I traveled to the Idaho National Engineering Laboratory (INEL)
with several objectives. The primary objective was to provide traceability to the
National Bureau of Standards (NBS) for beta-particle dosimetry, and this objective
was met by performing (1) a calibration of their electrometer used for jonization
chamber current measurements. Secondary objectives were (2) to calibrate a 200-MBg
(5-mCi) thallium-204 source, recently purchased from the University of Lowell, and
(3) to calibrate a promethium-147 source purchased in 1980 from Buchler in West
Germany. Calibration (2) was a service for INEL employees, and calibration (3) was
an indirect comparison with the original PTB calibration, by way of my own
measurements of the effect of altitude on beta-particle calibrations. The INEL is
located on the Snake River plain at an altitude of about 1500 m (4900 ft.) above
sea-level,

(1) Electrometer Calibration

The electrometer calibration was performed with the University of Lowell thallium-
204 source irradiating the INEL extrapolation chamber purchased from Nuclear
Associates. For a fixed source distance of 300 mm, a fixed air gap setting of 2.5
mm, and a fixed chamber potential of + 25 volts, the chamber current was measured in
two ways. Measurement A consisted of the digital readout of the Keithley 642
electrometer to be calibrated, used in the "Charge" mode, divided by the irradiation
time. Measurement B used the Keithley 642 in the "External Feedback" mode, with a
calibrated 100-pF General Radio capacitor as the feedback element, and the feedback
voltage measured with a calibrated digital voltmeter (DVM). The results are:

- -11
(A) Indicated current = (1:1630=0=1-2370)y  JOPm - ¢, 12005 p

where 1,1640 and -1.2370 are averaged Keithley 642 readings for opposite chamber
potential polarities, on the 10-11 coulomb scale, and 100 is the irradiation time in
seconds. In addition:

- 0.05848-(-0.06168), . 100,17x10-12 _
(B) Measured current = 0.99g7(2:02848-(=0.06168)y , 100.10™= - 12021 pa
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Appendix 2, continued

Page 2 of 4
where 0.05848 and -0.06168 are averaged DVM readings for opposite chamber potential
polarities, 0.9987 is the DVM calibration factor, 100.17x10-12 is the capacitance of
the 100-pF capacitor in farads, and 50 is the irradiation time in seconds.

These data show that the Keithley 642 readings in the "Charge" mode should be
multiplied by the factor:

T cren - Lot = 002

where 0.002 is the standard deviation of the measurements.

(2) Thallium source calibration

The University of Lowell thallium-204 source was calibrated with the INEL
extrapolation chamber, using 50-second runs, a fixed source distance of 300 mm, and
several different air-gap settings and chamber potentials. Current measurements
were made using system B, described in section (1), with the calibrated capacitance
and DVM, The currents were calculated with the formula:

_0.9987x100.17x10-12, y*-y-
I = 50 (= —)(fr fs fr) A

similar to equation (B8) in section (1) except for the inclusion of three
correction factors: fy corrects the chamber air to a reference temperature
and pressure, chosen in this case to be 22°C and 635 mmHg; fc is a
perturbation correction to account for the presence of the chamber (taken from
J. Bohm, Physics in Medicine and Biology 25, 65 (1980)); fp is a correction
for ion recombination and diffusion inside the chamber (taken from J. Bohm,
Physics in Medicine and Biology, 21, 754 (1976)). V' and V- are averaged DVM
readings measured with positive and negative chamber potential respectively.
The data used are:

d, mm
2.5 2.0 1.5 1.0 0.5
£ HY 25 25 25 25 5
vt 0.05848 0.04690 0.03446 0.12242 0.01000
V- |-0.06168 -0.04976 -0.03772 -0.02574 -0.01326
fr | 1.0045 1.0041 1.0038 1.7036 - 0.9958
fs | 1.0015 0.9994 0.9982 0.9984 0.9992
fp | 1.0025 1.0024 1.0023 1.J022 1.0107
I,pA | 0.12123 0.09727 0.07252 0.04838 0.02340
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Appendix 2, continued

Page 3 of 4

where d is the air-gap setting in millimeters and + HV is the chamber potential in
volts.

The listed values of I were fitted to a least-squares straight line as a function of
air gap setting, d, and the slope of this line was used to determine the absorbed
dose rate at the reference temperature and pressure, 22°C and 635 mmHg, on 84 Nov 28
at a depth of 7 mg/cm? of polyethylene terepthalate:

- 33.7x1.139x0.978

= -9 - )
1.000x707 .3« 10-0~0-04891x10 2.60 uGy/s

Absorbed dose rate

where 33.7 is the mean energy expended per unit charge in air, in

Joules/coulomb; 1.139 is the ratio of the mean stopping power of water to that

of air; 0.978 is a transmission factor correcting from the 2.61 mg/cm? ion

chamber depth to a depth of 7 mg/cm?; 1.000 is the density of air at the reference
temperature and pressure, in kg/m3; 707.3x10-6 is the collecting electrode area, in
m2; and 0.04891x10-% is the least-squares straight line slope in A/m. The

standard deviation of this measurement is about 0.3%. It should be noted that
correction of the above absorbed dose rate to sea level reference temperature and
pressure, 22°C and 760 mmHg, would require multiplication by a factor of 0.987
(taken from J. Pruitt, The effect of altitude on beta-ray source calibrations, to be
published in Radiation Protection Dosimetry).

(3) Promethium source calibration

The Buchler #33 promethium-147 source was also calibrated with the INEL
extrapolation chamber, using 50-second runs, a fixed source distance of 200

mm, variable air gap settings and chamber potentials. Current measurements

were made with system A described in section (1), using the Keithley 642 calibrated
readout. The currents come from:

- 1.001 +_Q- -11
L= 255 Eoy10-11(f, Fg Fo) F, A

similar to equation (A) in section (1) except for the calibration factor 1.001

and the four corrections. These are the three ion chamber corrections already
described, plus fp, the altitude correction, which corrects the interactions

in the air between source and chamber to the reference temperature and

pressure, 22°C and 635 mmHg (taken from J. Pruitt, op. cit.). Q% and Q- are
averaged Keithley 642 digital readouts for positive and negative chamber potentials
respectively. The data used are:
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Appendix 2, continued

Page 4 of 4
d,mm
2.5 1.5 0.5
+ HvV 25 15 : 5

Q* 0.02477 0.01339 0.00524
Q- -0.02601 -0.01603 -0.00580
f1 0.9964 0.9963 0.9960
fg 1.0048 1.0029 1.0010
fr 1.0025 1.0038 1.0107
fa 1.0125 1.0131 1.0139
I,fA 5.16A 2.992 1.129

where d is the air gap setting and HV is the ion chamber potential, as before.

The listed values of 1 were fitted to a least-squares straight line as a
function of d, and the slope of this line was used to determine the absorbed
dose rate at the reference temperature, pressure, and humidity, 22°C, 635 mmHg,
and 20%, respectively, on 84 Nov 29 at a depth of O mg/cm? of polyethylene
terepthalate:

- 33.7x1.150x1.886 -12 -
Absorbed dose rate 1. 000x707 3x10-572-019x10 0.209 uGy/s

where 1.150 is the ratio of the mean stopping power of water to that of air,
1.886 is a transmission factor correcting from the 2.61 mg/cm? ion chamber
depth to a depth of 0 mg/cm?, and 2.019x10-12 is the least-squares straight
line slope in A/m. The standard deviation of the measurement is about 3%.

This calibration may be compared with the original PTB calibration giving the
absorbed dose rate at the reference temperature, pressure, and humidity of 20°C, 760
mmHg, and 45% respectively, on 80 Dec 15 at a depth of 0 mg/cm?. Corrected to 22°C,
635 mmHg, and 20%, the PTB calibration becomes: ’

Absorbed dose rate = 0.2729x0.3517x2.143x1.011 = 0.208 uGy/s

where 0.2729 is the original PTB calibration, in uGy/s; 0.3517 is the decay
factor (using A = 7.234x10-% day-!); 2.143 is the altitude factor (taken from

J.  Pruitt, op. cit.); and 1.011 is the humidity factor (taken from the Buchler
Handbook). The agreement with the absorbed dose rate measured at Idaho Falls is
well within the statistical standard deviation of the Idaho Falls measurement.
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Appendix 3. Measurement Assurance Study by*Means of PTW Transfer
Tonization Chamber, Model 2047" (See section 6.2)

DG 8555/86 Page 1 of 2
DB 868/107

TFN 236381
1986 JUN 19

U.S. DEPARTMENT OF COMMERCE
NATIONAL BUREAU OF STANDARDS
GAITHERSBURG, MD 20899

REPORT OF INTERCOMPARISON

........... PTW Ion Chamber #2047

Measured at NBS in 1985 APR and 1986 MAY
Measured at - - - in 1985 NOV

This report concerns the intercomparison of beta-particle source
calibrations, using sources of 2°%T# and 99Sr+°°Y. The two laboratories
involved, the National Bureau of Standards (NBS) and - - - possess
similar sets of Amersham-Buchler sources, which have been calibrated in
terms of tissue dose rate by the PTB in Braunschweig, Federal Republic of
Germany. The intercomparison was performed with a thin-walled parallel-
plate ionization chamber as a transfer instrument. This chasber, PTW
#2047, was first calibrated in terms of tissue dose rate per unit current
at NBS, then shipped to - - - for a similar calibration, then returned to
NBS for a final calibration. The primary purpose of the comparison was to
determine if the calibrations performed by the two laboratories were in
adequate agreement.

It was agreed that the chamber calibrations would be made with the Buchler
source alignment rods just touching the center of the outer surface of the
chamber entrance window (on the side of the chamber labeled FOCUS), and
with the plane of that surface perpendicular to the rods. Current
measurements were to be made with the high-voltage electrodes at 100 V, and
the calibration results were to be averages of measurements with both
polarities.

The measured chamber currents, after background subtraction, were
normalized to 22°C and 101.3 kPa to account for variations in air density
inside the chamber. The tissue dose rates generating these currents were

determined from the cource-czalibration docse ratsas corrected hvy
te ned from the gource-calibration dogce rates Y

multiplicative factors for:

(1) Source decay.
(2) Variations in air density outside the chamber

*This report pre-dates a full uncertainty assessment.
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Appendix 3, continued

DG 8555/86 Page 2 of 2
1986 JUN 19

Each chamber calibration (in Gy/pC) is the ratio of a tissue dose rate (in
uGy/s) and a corrected current (in pA). The reported results are listed
below in Gy/uC:

Calibration Factor

absolute ratio

Source NBS(i) - - NBS(£f) - -/NBS

0.5 mCi T# 0.3336 0.3580 0.3317 1.076

2 mCi Sr+Y 0.2917 0.2901 0.2907 0.996

50 mCi Sr+Y | 0.3006 0.2978 0.3006 0.991

(1) The corrections for source decay from the source calibration date.to
the chamber calibration date made use of conventional half-lives.

(2) The two laboratories used different formulas for calculating correction
(2). - - wused the formulas supplied in their Buchler instruction
manual, while NBS used formulas derived from an NBS study of the effect
of altitude on beta-ray source calibrations. The corrections
calculated by both methods are shown in the following table:

Correction for Variations in
Air Density Outside the Chamber
Source - - NBS
0.5 mCi TX 1 0.998
2 mCi Sr+Y 1 1.002
50 mCi Sr+Y 1 0.998

Information on the technical aspects of this report can be obtained from
J.S. Pruitt, Radiation Physics C214, National Bureau of Standards,
Gaithersburg, MD 20899 (301) 975-5587.

Calibration performed by J.S5. Pruitt (P

Report approved by R. Loevinger 6:EL—’

For the Dlrector

Yy

’ -
Rondil] S Crawre X
Randall S. Caswell

Chief, Ionizing Radiation Division
Center for Radiation Research

59



Appendix 4. Predicting Beta-Particle Response of Instruments from their

Response to Nearly Monoenergetic Electrons (See sec. 7.1.)

Radiation Protection Dosimetry
Vol. 14 Na. 2 pp. 113-115 (1986)
Nuclear Technology Publishing

PREDICTING BETA PARTICLE RESPONSE OF
INSTRUMENTS FROM THEIR RESPONSE TO
MONOENERGETIC ELECTRONS

C. G. Soares
Center for Radiation Research, National Bureau of Standards
Gaithersburg, MD, USA

Abstract — Accelerator-produced, nearly monoenergetic clectron beams are being studied for use in obtaining the
response of beta particle dosimetry instrumentation as a function of electron energy. Three detection systems were studied:
a thin-window ionisation chamber, a thin thermoluminescence dosemeter, and an electron spectrometer. For each of the
systems studicd, broad spectium responsc was mcasurcd with standardiscd sources of “4IPm, 211, and ®Sr+%Y. The
response of these instruments was also measured in the nearly monoenergetic clectron beams. From the monoenergetic
electron responses, a function was constructed of response versus clectron energy. Broad spectrum response was then
calculated using this function and pulse-height distributions of the three beta particle sources, measured with the electron
spectrometer. This calculated response was then compared with the measured response. For Tl and *Sr+®Y . calculated

and measured responses agree to within experimental uncertainties.

INTRODUCTION

The National Bureau of Standards (NBS) is in the
process of establishing a beta particle calibration
facility using standardised sources of 'Pm, *T1, and
%Sr+>*Y, making it possible to determine broad
spectrum response of beta particle dosimetry
instrumentation ander standard conditions™".
However, for a full characterisation of the response
of beta particle dosimetry instrumentation, a
determination of the energy dependence of
‘nstrument response is required. Because of the
sroad spectra of beta particle sources, such sources
are inadequate for this purpose. For this reason, NBS
has developed a set of accelerator-produced nearly
monoenergetic electron beams, the calibration and
characterisation of which are described in an earlier
publication®.

The object of this work is to determine the degree
to which the broad spectrum response of beta particle
detecting instrumentation can be predicted from
response to monoenergetic electrons. For each of the
detection systems studied, broad spectrum response
was measured with the standard beta particle
sources. The response of these instruments was also
measured in the nearly monoenergetic electron
beams. From the monoenergetic electron responses,
a function is constructed of response relative to
electron energy. Broad spectrum response is then
calculated using this function and pulse-height
distributions of the three beta particle sources
measured with the Si(Li) detector. This calculated
response is then compared with the measured
response.
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DESCRIPTION OF THE DETECTION
SYSTEMS

Ion chamber survey meter (Eberline Model RO-2A)*

This instrument incorporates a thin-window
ionisation chamber for beta particle detection. It was
calibrated in terms of exposure in a '*’Cs photon
beam, and its electron and beta particle responses are
expressed in terms of this calibration. For both
irradiations, the point of reference was the front
surface of the ion chamber.

Thermoluminescence personnel dosemeter
(Panasonic Model 801AQ)*

This dosemeter contains four sensitive elements 15
mg.cm thick under different filters-Only one of the
elements is sensitive to beta particles. It is lithium
tetraborate under 23 mg.cm™ of plastic. The
dosemeter was calibrated in a ®Co photon beam,
again in terms of exposure.

Beta particle spectrometer (Si(Li) detector)

This system was chosen to simulate the sensitive
element of state-of-the-art survey meter/
spectrometers now becoming available. These
detectors rely on pulse-height analysis and use

*In this report, certain commercially available products are
referred to by name. These references are for information
purposes only, and do not imply that these products are the
best or only products available for the purpose, and do not
imply endorsement by NBS.



Appendix 4, continued

C. G. SOARES

internal algorithms for deriving absorbed dose from
the measured pulse-height spectra.

DISCUSSION OF EXPERIMENTS AND
RESULTS

Accelerator-produced, nearly monoenergetic
electron beams were used to measure the response of
the three detection systems as a function of electron
energy. The responses measured are shown in Table
1. As in the beta particle measurements, response is
defined as instrument reading per unit absorbed dose
to water. The ion chamber and TLD responses are
expressed relative to their exposure calibrations. The

Table 1. Measured monoenergetic electron responses.

Response to monoenergetic electrons

Electronenergy lonchamber* TLD** Spectrometer®**

(keV)
130 0.21 0.01 0.24
220 0.30 0.72 0.40
250 0.35 1.03 0.59
320 0.35 1.13 0.68
350 0.38 1.34 0.83
1310 0.89 1.51 1.69
1390 0.90 1.67 1.54
2280 1.03 132 S3.12
2360 0.90 1.17 —_

*Expressed relative to response o 'Y’Cs photons.
**Expressed relative to response to *Co photons.
***Response here was calculated as a quantity proportional
to the mean stopping power of water.

Table 2. Comparison of measured and calculated broad-
spectrum instrument response.

Response to beta particles

Radionuclide lon chamber* TLD** Spectrometer
‘e

Meas. Calc. Meas. Calc. Meas. Calc.

“pm 006 0.16 000 001 008 0.18

247) 031 033 08 087 040 052

HSr+*Y 08 058 1.70 153 106 1.24

*Expressed relative to response to '¥’Cs photons.
**Expressed relative to response to “Co photons.
***Responsc here was calculated as a quantity proportional
to the mean stopping power of water.
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response of the spectrometer was calculated as a
quantity proportional to the mean stopping power of
water:

ZnfT)Spaer( T ZEn(T)
where ny(T;) is the number of pulses in the ith pulsc-
height interval corresponding to an average clectron
energy T;, and 5,,,,(T;) is the stopping power in watcr
in this interval, restricted to electron cnergies greater
than 10 keV®. Both the radionuclides and the
accelerator beam monitors were calibrated with an
extrapolation chamber. The response, R, averaged
over the broad spectrum is given by

R=Zn(T)r(T)/Zn(T)
where n(T;) is the number of pulses in the ith interval
with average energy T;, and r,(T)) is the instrument
response evaluated at energy T, from the fitted
monoenergetic response functions. The comparison
between this calculation and the directly measured
broad spectrum response is shown in Table 2.

The principal sources of uncertainty in these
measurements are: (1) calibration of the
monocnergetic electron beams, which are subject to
variations in intensity and direction; (2) use of pulse-
height spectra instead of fully corrected beta-particle
spectra; and (3) random uncertainties in instrument
readings. The uncertainty for the points on the
response function curves is estimated to be +10%,
while the uncertainty of the calculated broad
spectrum responses is estimated to be £15t020%. -

For the Tl and %Sr+®Y data, measured and
calculated responses are in agreement to within the
experimental uncertainties. However, for the 'Pm

‘data, the calculated response is much greater than the

measured response, especially for the ion chamber
and the spectrometer. A possible explanation for this
is a lack of consideration of a low energy cut-off in
response due to entrance windows in these detectors.
The results of this study indicate that the method of
predicting instrument response to beta particles from
response to monoenergetic electrons is valid.
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PREDICTING BETA PARTICLE RESPONSE
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Appendix 5, continued

LOS ALAMOS PORTABLE BETA-RAY SPECTROMETER

B. H. Erkkila, R. J. Brake, and D. A. Waechter
Los Alamos National Laboratory, Los Alamos, NM 87545

*This work was performed under the auspices of the U. S. Department of Energy

Abstract: The integration of a beta-ray detector to multichannel analyzer (MCA) and
computer has resulted in a portable spectrometer for studying beta rays in the field
The present detector is a 5 cm diameter by 2 cm thick plastic scintillator manufac-
tured by Bicron, Inc. Other detectors can easily be integrated into the package.
The integral instrument package is 15 cm wide by 15 cm high by 25 cm long and weighs
less than 10 pounds. Internal rechargeable batteries for 8 hours of field operation
are included. The instrument contains a detector, an amplifier, a multichannel
analyzer, and a liquid crystal display (LLD}. A microprocessor controls all the
functions of the instrument and is programmed to display all necessary information
and 128-channel spectra on the LCD.
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Fig. 3. Detector calibration measurements for three energies
(375 keV, 1.0 MeV, and 2.5 MeV electrons).
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RELATIVE RESPONSE

Figure 16.

Appendix 5, continued

FIELD TESTS OF A PORTABLE TISSUE EQUIVALENT
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